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ABSTRACT

This report documents the fifth Sea-viewing Wide Field-of-view Sensor (SeaWiFS) Intercalibration Round-Robin

Experiment (SIRREX-5), which was held at the National Institute of Standards and Technology (NIST) on 23 30

July 1996. The agenda for SIRREX-5 was established based on recommendations made during SIRREX-4. For

the first time in a SIRREX activity, instrument intercomparisons were performed at field sites, which were near

NIST. The goals of SIRREX-5 were to continue the emphasis on training and the implementation of standard

measurement practices, investigate the calibration methods and measurement chains in use by the oceanographic

community, provide opportunities for discussion, and intercompare selected instruments. As at SIRREX-4, the

day was divided between morning lectures and afternoon laboratory exercises. A set of core laboratory sessions

were performed: 1) in-water radiant flux measurements; 2) in-air radiant flux measurements; 3) spectral radiance

responsivity measurements using the plaque method; 4) device calibration or stability monitoring with portable

field sources; and 5) various ancillary exercises designed to illustrate radiometric concepts. Before, during,
and after SIRREX-5, NIST calibrated the SIRREX-5 participating radiometers for radiance and irradiance

responsivity. The Facility for Automated Spectroradiometric Calibrations (FASCAL) was scheduled for spectral
irradiance calibrations for standard lamps during SIRREX-5. Three lamps from the SeaWiFS community were
submitted and two were calibrated.

1. INTRODUCTION

Experience with the proof-of-concept Coastal Zone Col-

or Scanner (CZCS) underscored the importance of sus-
rained and coordinated programs to verify the optical sen-

sor calibration and the accuracy of the derived products.

Compared to CZCS, more rigorous specifications on mea-

surement uncertainties are required to address new or up-

dated geophysical and biological problems identified by the

science community. As a second-generation ocean color ra-

diometer, the Sea-viewing Wide Field-of-view Sensor (Sea-

WiFS) instrument offers a variety of design improvements

over the CZCS (Hooker et al. 1993). Since flight oper-

ations began on 18 September 1997, SeaWiFS has pro-

vided global estimates of oceanic chlorophyll and other

bio-optical quantities (McClain et al. 1998).

Two important goals of the SeaWiFS Project are to

determine, from the SeaWiFS radiance measurements, 1)
normalized water-leaving radiance with an uncertainty of

5%, and 2) chlorophyll a concentration with an uncertainty

of 35%. (All uncertainties are expressed as relative stan-

dard uncertainties unless otherwise noted.t) These goals

are ambitious. They can only be achieved by augment-

ing the SeaWiFS measurements with a program of ongo-

ing validation measurements to verify the radiometric un-

certainty and long-term stability of the SeaWiFS instru-

ment's radiance responsivities, and to validate the atmos-

pheric correction models and algorithms used to convert

SeaWiFS radiances to normalized water-leaving radiances.

One of the principal approaches to this critical aspect of

t The guidelines for evaluating and expressing the uncertainty
of measurement results, as followed in this document, are
given in Taylor and Kuyatt (1994).

validation is frequent direct comparison between SeaWiFS

estimates and in situ measurements of water-leaving ra-
diance. Because the primary goal is to demonstrate that

normalized water-leaving radiances derived from SeaWiFS

data have uncertainties of less than 5%, the comparative
in situ radiometric measurements must be calibrated to an

uncertainty of less than 5%.

The only economically feasible approach to acquiring a

large and globally distributed database of in situ radiomet-
ric measurements for SeaWiFS validation, is to solicit con-

tributions of data from the oceanographic community at

large. In addition, the aggregate data set must be assured
to have uniform quality and an uncertainty of less than

5%. The SeaWiFS Project at the National Aeronautics

and Space Administration (NASA) Goddard Space Flight
Center (GSFC) is responsible for the calibration and val-

idation of the data (McClain et al. 1992, and Hooker and

McClain 1999). The program includes measurement and
instrument protocols (Mueller and Austin 1992 and 1995),

data archives (Hooker et al. 1994a and 1994b), and on-
going measurement intercomparisons. The fifth one in the
series of these SeaWiFS Intercalibration Round-Robin Ex-

periments (SIRREX-5) is described in this document. Fi-

nally, in an effort to coordinate and critically assess data
from multiple global ocean color missions, the Sensor Inter-

comparison and Merger for Biological and Interdisciplinary

Oceanic Studies (SIMBIOS) program was developed.

1.1 SIRREX-1 to SIRREX-4

The SeaWiFS instrument was characterized and cali-

brated by its manufacturer, Raytheon Santa Barbara Re-

search Center (SBRC).t Prior to launch, SeaWiFS was re-

t Formerly, Hughes Santa Barbara Remote Sensing (SBRS).
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calibrated at the spacecraft integrator, Orbital Sciences

Corporation (OSC), with the support of the National In-

stitute of Standards and Technology (NIST) and GSFC

(Johnson et al. 1999). Since flight operations began, the

radiometric calibration of SeaWiFS was assessed using the

sun and the moon, as well as comparisons to in situ data

(McClain et al. 1998).

The SIRREX activities, which began in 1992, arose

from the recognition of the need to maintain internal con-

sistency between calibrations of in situ instruments and of

the SeaWiFS instrument. The SIRREX Program includes

domestic laboratories, manufacturers of instruments, and

international collaborators. The domestic laboratories in-

clude:

1)

2)
GSFC;

Center for Hydro-Optics and Remote Sensing

(CHORS) at San Diego State University (SDSU);

3) University of Miami (UM);

4) University of California at Santa Barbara (UCSB);

5) University of Arizona (UA); and

6) Moss Landing Marine Laboratory (MLML), in col-

laboration with Dennis Clark of the National Oce-

anic and Atmospheric Administration (NOAA).

The manufacturers includet:

a) Biospherical Instruments, Inc. (BSI) in San Diego,

California;

b) Satlantic, Inc., in Halifax, Nova Scotia; and

c) Analytical Spectral Devices (ASD) in Boulder, Col-

orado.

The international partners with the SeaWiFS Project are

the Plymouth Marine Laboratory (PML) in Plymouth,

United Kingdom, and the ,Joint Research Centre (JRC)

in Ispra, Italy.

The strategy adopted for SeaWiFS validation is to cal-

ibrate all involved instruments within a network consisting

of these, and possibly a few additional, laboratories. The

general purposes of the SIRREX activities are to transfer

NIST spectral irradiance measurements through GSFC to

all participating laboratories in the SeaWiFS ocean com-

munity, and to the calibration standards used to calibrate

the SeaWiFS instrument for radiance responsivity.

The core objectives of SIRREX include the following:

1. Intercalibrate FEL-type lamp working standards of

spectral irradiance used at the participating labora-

tories, and to reference each lamp to NIST by way

of secondary standards;

2. Intercalibrate integrating sphere sources of spectral

radiance used at the various laboratories;

t Identification of commercial equipment to adequately specify

the experimental problem does not imply recommendation

or endorsement by the National Institute of Standards and

Technology, nor does it imply that the equipment identified

is necessarily the best available for the purpose.

3. Intercompare plaques used as standards of spectral

radiance when illuminated by an FEL lamp;

4. Intercompare transfer radiometers and other sup-

port electronics, most critically, shunt resistors and

voltmeters, used to support radiometric calibrations

at each laboratory.

5. Emphasize training and work to foster and encour-

age the uniform use of accepted protocols for labo-

ratory calibration of radiometric instruments.

The first SIRREX (SIRREX-1) was held at CHORS on

27 31 ,July 1992 (Mueller 1993). SIRREX-1 demonstrated

that the NIST spectral irradiance scale was not transferred

from the GSFC secondary standard (FEL lamp F269) to

the 17 other lamps with an expected uncertainty of ap-

proximately 1_0.

The second SIRREX (SIRREX-2) was held at CHORS

on 14 25 ,June 1993 (Mueller et al. 1994). SIRREX-2

showed that spectral irradiance lamps measured using the

GSFC standard irradiance lamp (F269) were consistent

with the program goals, because the uncertainty of these

measurements was assessed to be about 1_0. This was not

true, however, for the spectral radiance measurements.

The third SIRREX (SIRREX-3) was held at CHORS

on 19 30 September 1994 (Mueller et al. 1996). The spec-

tral irradiance of the FEL lamps were intercompared, which

showed a Type A uncertainty t of approximately 1_0; this

was the same as obtained during SIRREX-2. The data

for FEL lamps common to both SIRREX-2 and -3, how-

ever, differed on the average by 1.5_0. The 1.1 1.5_0 uncer-

tainties associated with sphere radiance in SIRREX-3 were

a significant improvement over the 5 7_0 results obtained

during both SIRREX-1 and SIRREX-2.

The fourth SIRREX (SIRREX-4) was held at NIST

during 3 10 May 1995 (,Johnson et al. 1996). The agenda

for SIRREX-4 was established by a consensus reached at

the conclusion of SIRREX-3: there should be an empha-

sis on training to foster and encourage the uniform use of

accepted protocols for calibrating radiometric instruments

in the laboratory. To address this goal, there were five

laboratory sessions, covering topics such as characterizing

radiometers and establishing a scale of spectral radiance

using a standard irradiance lamp and a diffusely reflecting

plaque.

In the progress from the first to the fourth SIRREX,

uncertainties in the intercomparisons between the spec-

tral irradiance lamps improved from 8_0 to 1_0. Intercom-

parisons of sphere radiance showed little improvement be-

tween SIRREX-1 and -2, with uncertainties as large as

7_0 in both experiments. In SIRREX-3, however, more

rigorous characterization of both spheres and transfer ra-

diometers reduced the uncertainties to approximately 1.5_0

in absolute spectral radiance and 0.3_0 in radiance stabil-

ity for most spheres. Inadequate lamp current regulation

t Type A uncertainties are those that are determined using

statistical methods.
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was clearly identified as the source of the larger (2%) un-
certainty in the stability of the radiance of the CHORS

sphere.

Plaque reflectance measurements in SIRREX-3 repre-
sent a qualitative improvement over results obtained dur-

ing the earlier SIRREXs, primarily because of the im-

proved performance of the SeaWiFS Transfer Radiometer

(SXR) (,Johnson et al. 1998a). Areas of improvement were
identified, including the development of proper methods

for stray light baffling, goniometric corrections for FEL

lamp off-axis irradiances, and quantitative characteriza-
tion of the bidirectional reflectance distribution function

(BRDF) of diffuse Spectralon t plaques.

Intercomparisons between shunt resistors and voltme-

ters were done at the first three SIRREXs and, in general,
the equipment used by all participants met the specified

levels of uncertainty for radiometric calibration measure-

ments. In the first and second SIRREXs, minor problems
were identified with particular voltmeters which were ei-
ther corrected or the instruments were taken out of service

for this particular application.
In addition to the concerns about plaques, SIRREX-3

clearly demonstrated the need for rigorous laboratory prac-

tices. The shift in the spectral irradiance of GSFC lamp
F269 emphasized the need to closely adhere to several ex-

tremely important protocols for usage and record keeping

associated with FEL lamps in general, and with NIST sec-

ondary standards in particular (Mueller et al. 1996). Lamp
operating hours should always be recorded. The voltage

across the lamp terminals, as well as the lamp operating

current, should be measured and recorded during each use
of a lamp. As a matter of routine practice, the irradiance

of a NIST secondary standard of spectral irradiance should

be transferred locally to several additional working stan-
dard FEL lamps, and the transfer periodically verified for

each of the local working standards at intervals of 20 30 h

of lamp operation.
The local working standards should be used as the

reference in most laboratory experiments, including lamp

transfer intercomparisons. The NIST secondary standard

usage is limited to occasional verification of the working
standard reference lamp. This procedure will minimize

the operating time accumulated on the NIST secondary

standard, which should be returned to NIST for recali-
bration at intervals of 20 30 h of lamp operation. Lamp

hours were not regularly logged for lamp F269, and lamp

operating voltages were not recorded. Had the lamp's volt-

age history been maintained, the time at which the values
changed during SIRREX-3 would have been more easily
detected.

SIRREX-4 addressed the repeated failures in labora-
tory techniques during the first three SIRREXs by the em-

phasis on training, discussion, and demonstration of the ac-

cepted protocols for laboratory calibrations of radiometric

Spectralon is a registered trademark of Labsphere, Inc., North

Sutton, New Hampshire.

instruments. The five laboratory sessions, which were led

by NIST metrologists, offered a range of opportunities for

interaction. The participants were divided into five groups
of between _6 people and the groups participated in all

five laboratory sessions during the five afternoons sched-
uled for SIRREX-4. Data from these and other SIRREX

studies contributed to a summary of instrument perfor-
mance.

1.2 SIRREX-5

SIRREX-4 provided the opportunity to use actual

oceanographic radiometers in a laboratory calibration set-
ring with the objective of demonstrating proper measure-

ment practice and protocol implementation. It was con-

cluded that future SIRREXs should expand this objective

and perform intercomparisons of radiometers in field mea-

surements designed to simulate the ocean environment.

The participation by NIST personnel was viewed as es-
sential, thus restricting the site to a location convenient to
NIST. The in-water site selected was Little Seneca Lake

near Germantown, Maryland, and the in-air site selected

was adjacent to a pond on the NIST campus. Although

these sites were not ideal in terms of the optical quality
of the water, they were viewed as adequate for the first

SIRREX in situ instrument intercomparison.

The essential questions addressed at SIRREX-5 were:

1. Do simultaneous in situ measurements with radi-

ometers in the same class give the same answers'?

2. Is the radiometric calibration correct'?

3. Is the instrument stable from the calibration labo-

ratory to the field site'?

4. What measurement issues are being overlooked'?

The SIRREX-5 format was based on that of the suc-

cessful SIRREX-4, with morning lectures and discussions,

midday and early afternoon measurement sessions, and a

late afternoon daily presentation of results. Each day be-
gan at the conference hotel with the lectures, and then the

participants went to various locations for the measurement

sessions. In mid-afternoon, the workshop reconvened in

the Facility for Advanced Radiometric Calibrations (FAR-

CAL), located in Building 245 on the NIST campus.
The ambitious objectives of SIRREX-5 required addi-

tional planning and logistical support when compared to
SIRREX-4. The instruments identified as suitable for the

demonstrations and intercomparisons arrived at NIST be-
fore the workshop began and were calibrated by NIST per-

sonnel using standard lamps or the plaque method. The

requirement to provide the community with assurance on

their standards of spectral irradiance was accomplished by

scheduling the Facility for Automated Spectroradiometric

Calibrations (FASCAL) for irradiance calibrations during
SIRREX-5. This special scheduling of a routine NIST cal-

ibration service allowed for timely measurements of these

community standards with little or no effect on the indi-

vidual field programs. A few special measurement sessions
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anddiscussions,designedtodemonstratecalibrationmeth-
odsor serveasamini-workshoponsomeareaof theSea-0800
WiFSOceanOpticsProtocols(SOOP,MuellerandAustin 0900
1995),werealsoimplementedduringSIRREX-5. 0910

1.2.1 SIRREX-5 Agenda

0800
0900
0910
0930
0945
1000
1015
1030
1100
1230
1530
1600
1730
1830

Tuesday23 July

Registration
Introduction

Welcome to NIST

SIRREX-5 Overview

In-Water Activity Overview

In-Air Activity Overview

Plaque Laboratory Overview
Break

Laboratory Exercises
Box Lunches Delivered

Break

Data Analysis

Rapid Results Meeting

Adjourn

0930

0950

S. Hooker 1010

R. Hebner 1040

C. Johnson 1100

J. Mueller 1230

A. Thompson 1530

S. Bruce 1600

1730

1830

C. Johnson

Friday 26 July

Registration
Introduction C. Johnson

Preliminary Results: Modular Optoelectronic

Scanner (MOS) K-H. Suemnich

NOAA/CSC Bio-Optics Field

Programs A. Subramaniam

Calibration of Data Loggers
for SIRREX-5 T. Larason

Calibrations at BSI J. Morrow

UCSB D. Menzies

Laboratory Exercises
Box Lunches Delivered

Break

Data Analysis

Rapid Results Meeting C. ,Johnson

Adjourn

Saturday 27 July

0900 Selected Laboratory Exercises

1630 Adjourn

S. Hooker

0800

0900

0910

0940

1010

1030

1100

1230

1600

1730

1830

0800

0900

0910

0930

0950

1010

1030

1100

1230

1530

1600

1730

1830

Wednesday 24 July

Registration
Introduction

Reflectance: Three Methods of

Derivation

Portable Field Sources

BRDF and Care of Diffusers

Break

Laboratory Exercises
Box Lunches Delivered 1530 Break

Data Analysis

Rapid Results Meeting

Adjourn

J. Mueller

J. Mueller

P-S. Shaw

Y. Barnes

C. Johnson

Thursday 25 July

Registration
Introduction

JRC Calibration and Validation
Activities: N. Atlantic

Global Ocean System Eco-Dynamics

(GLOBEC) Buoy Developments

Above-Water Reflectance: Hyperspectral

Imaging

SeaWiFS Ocean Optics Protocols
Break

Laboratory Exercises
Box Lunches Delivered

Break

Data Analysis

Rapid Results Meeting

Adjourn

C. McClain

G. Zibordi

J. Irish

C. Davis

C. McClain

C. Johnson

0900

0910

0930

0950

1010

1030

1100

1230

1930

2130

Monday 29 July

Introduction

Ocean Optics with OCR-200s
Atlantic Meridional Transect

FEL Lamp Calibrations for SIRREX-5

Optical Measurements with ASD
Instruments

Break

Field Site Restoration

Box Lunches Delivered

Banquet Dinner

Adjourn

J. Butler
S. McLean

G. Moore

C. Gibson

B. Curtiss

Tuesday 30 July

0900 Introduction S. Hooker

0910 In-Water Results J. Mueller

0940 In-Air Results A. Thompson

1010 Plaque Laboratory Results C. Johnson
1030 Break

1100 Revisions to the Protocols C. McClain

1130 SIRREX-6 S. Hooker

1300 Adjourn

Unlike SIRREX-4, where the laboratory space was not

sufficient to allow everyone to participate in the labora-

tory exercises, the number of groups and activities were

increased at SIRREX-5 so everyone would have a chance to

participate. The individuals involved with SIRREX-5, and

their levels of participation, are listed in Appendb: A. The

group designations and the laboratory exercises involved
in SIRREX-5 are shown in Table 1. The laboratories cor-

responded to:

4
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Table 1. Laboratoryschedulefor participantgroupsA H duringSIRREX-5.SeeAppendixA for thegroup
compositions.

Lab Tuesday Wednesday Thursday Friday Saturday
July23 July24 July25 July26 July27

I
II
III
IV
V
VI
VII
VIII

A D E C B
D F G E H
B H C A
E G D H
G C F B A
H B A F
F E H G D
C A B D

1) LabI, In-WaterDataCollection;
2) LabII, In-WaterDataProcessing;
3) LabIII, In-AirDataCollection;
4) LabIV, In-AirDataProcessing;
5) LabV, IrradianceFieldSource;
6) LabVI, PlaqueLaboratory;
7) LabVII, SeaWiFSQualityMonitor(SQM);and
8) LabVIII, SelectedTopics.
LabsI, II, V,andVII wereat LittleSenecaLake.Labs

II, IV, andoneof the sessionsin LabVIII wereat the
NISTpond.TheremainingexerciseswereinBuilding221
or 245ontheNISTcampus.

Thequestionsidentifiedin Sect.1.2wereaddressedto
varyingdegreesin eachlaboratoryexercise.Theissueof
simultaneousin situ measurements was addressed in the

in-water activities. Assessing the accuracy of the radiomet-

ric calibration of the instruments consisted of NIST per-

sonnel performing calibrations at NIST before, after, and

during SIRREX-5. The question of instrument stability

between the laboratory and the field was the prime objec-

tire of Lab V. The remaining laboratories were designed to

identify overlooked measurement issues, provide training,

investigate the calibration methods and protocols used by

the oceanographic community, and provide opportunities
for discussion. The results and lessons learned from each

activity are discussed in the relevant sections and summa-
rized in Sect. 8.

1.2.2 SIRREX-5 Instruments

For the in-water measurements, the basic radiomet-

ric quantities measured are the downwelling, in-air, spec-

tral irradiance at the surface of the water, Es(0 +, A); the

downwelling, in-water, spectral irradiance as a function of

depth, Ea(z, A); and the upwelling, in-water, spectral radi-

ance as a function of depth, L_(z, A). The depth variable

is z, with 0+ and 0 denoting just above and just below

the surface. For the in-air techniques, the basic radiomet-

ric quantities measured are the radiance of the surface of

the water Lsfc(A), of a reference plaque (diffuse) reflector

Lp(A), and of the sky Lsky(A), along with the downwelling

irradiance at the surface. All of the radiometers used in

SIRREX-5 are listed in Table 2.

The field radiometers are classified by the aforemen-

tioned basic capabilities and given a reference code (Ta-

ble 2). The three character instrument designations are

derived from the laboratory that supplied the sensor (first

character: see column labeled "Owner"), the measurement

environment (second character: "W" for in-water, and "A"

for in-air), and the quantity measured [third character:

"R" for radiance, usually L_(z,A); "I" for Ea(z,A), or

Es(0 +, A); and "E" as a substitute for "I" when required
to differentiate units]. The model and serial numbers are

also given in Table 2.

Two general optical designs were represented, depend-

ing on the method to select the measurement wavelength:

interference filters or gratings. For the in-water exper-

iments, a configuration of instruments with interference

filters (from either BSI or Satlantic) were grouped as a

set for simultaneous measurements of E_ (0 +, A), Ea(z, A),

and L_(z, A). The grating instruments, from ASD, used
fiber optics in the optical train and this allowed the spec-

trograph and electronics to be located about lm from

the measurement point. The particular ASD devices at

SIRREX-5 were for in-air use only; each unit was a dual

spectrograph, so that simultaneous radiance and irradi-

ance measurements could be made. A pair of in-air filter

radiometers from Satlantic, the Satlantic Airborne Sensor

(SAS-II) system, is denoted GAE and GAR in Table 2.

One of the two ASD units was used in the in-air experi-

ments (SAI and SAR in Table 2). The first optic for all in-

struments that measured irradiance was a specially shaped
transmittance diffuser which provided adequate cosine re-

sponse. For the instruments at SIRREX-5 that measured

radiance, a pair of co-aligned apertures limited the field of
view.

All of the Satlantic sensors were 8.9cm in diameter

and had seven detector assemblies, or channels, with the

measurement wavelength defined by the properties of the
interference filter. One channel was centered on the me-

chanical axis of the sensor, and the other six were arranged

symmetrically on a circle of 27.94mm in diameter. The

5
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Table2. Radiometricinstrumentsusedat SIRREX-5.TheSAS-IIunit iscomposedof GAEandGAR.
SIRREX-5 Owner Manufacturer Model Wavelength A/D Unit Quantity

Label and S/N Selection (integral) Measured

GAI GSFC Satlantic OCI-200/30 Filter E8 (0 +, A)

GWI GSFC Satlantic OCI-200/29 Filter Ea(z, A)

GWE GSFC Satlantic OCI-200/40 Filter Ed(z, A)

GWR GSFC Satlantic OCR-200/21 Filter L_ (z, A)

SWQ GSFC Satlantic OCR-200/35 Filter L_ (z, A)

GAE GSFC Satlantic OCI-200/35 Filter MVDS-013 Es(0 +,A)

GAR GSFC Satlantic OCR-200/28 Filter MVDS-012 Lsky(A), Lp(A), Lsfc(A)

PWI PML Satlantic OCI-200/01 Filter Ed(z, A)

PWR PML Satlantic OCR-200/01 Filter L_ (z, A)

UAI USN Satlantic OCI-200/42 Filter MVDS-016 E_(0 +,A)

UWI USN Satlantic OCI-200/37 Filter Ed(Z , A)

UWE USN Satlantic OCI-200/36 Filter Ed(z, A)

UWR USN Satlantic OCR-200/29 Filter L_ (z, A)

JWI JRC Satlantic OCI-200/14 Filter Ed(Z , A)

JWR JRC Satlantic OCR-200/10 Filter L_ (z, A)

SAE S/CSC Satlantic OCI-200/045 Filter MVDS-017 E_(0 +,A)

CAI C/CSC BSI PRV610 9644 Filter E_(0 +,A)

CWI C/CSC BSI PRV600-S9643/0 Filter Ed(z, A)

CWR C/CSC BSI PRV600-S9643/1 Filter L_(z, A)

NAI NRL ASD PS2-901A Grating E_(0 +, A)

NAR NRL ASD PS2-901 Grating Lsky(A), Lp(A), Lsfc(A)
SAI S/NRL ASD PS2-903 9S-03239 Grating Es(0 +,A)

SAR S/NRL ASD PS2-903 9S-03239 Grating Lsky(A), Lp(A), Lsfc(A)

1. GSFC is Goddard Space Flight Center, SeaWiFS Project Office, Greenbelt, Maryland;
2. USN is Naval Research Laboratory, Code 7240, Stennis Space Center, Mississippi;
3. S/CSC is National Data Buoy Center, Stennis Space Center, Mississippi;
4. C/CSC is NOAA Coastal Services Center, Charleston, South Carolina;
5. NRL is Naval Research Laboratory, Code 7212, Washington, DC; and
6. S/NRL is Naval Research Laboratory, Code 7243, Stennis Space Center, Mississippi.
7. OCI is the Ocean Color Irradiance radiometer.
8. OCR is the Ocean Color Radiance radiometer.

half-angle field of view at the 50% response point was 14 °

when measured in air; in water, this value decreased to

10 ° . Channel 7, with the longest wavelength, was in the

center, and channel 1, with the shortest wavelength, could

be identified by the location of the Satlantic instrument

label. The label was attached to the outside of the cylin-

drical housing and aligned with channel 1 when viewed

along the optical axis. Each channel in the irradiance sen-

sor had its own specially shaped transmittance diffuser, to

correct for spectral effects in the cosine response.

The fiber optic (in the ASD units) was coupled to the

entrance slit of the monochromator at one end, and to a

mount on the other end. For the irradiance system, a dif-
fuser was attached to the irradiance mount so the fiber

was flush with the inside surface of the diffuser. The irra-

diance mount contained a threaded hole and a spirit level

as mounting aids. For the radiance channels, a cylindri-
cal tube 1.9 cm in diameter attached to the radiance mount

via a thread connection. The radiance mount had a plastic

hand grip and the cylindrical tube contained a small lens

and a pair of apertures for defining the field of view. The

specified instrumental bandwidth was between _5 nm and

the specified wavelength interval was 1.3nm. The system

designated "NAI" and "NAR" in Table 2 was not used dur-

ing SIRREX-5, because the fiber optic, which was recently

replaced, did not fit the cylindrical tube.

The analog signals from the silicon photodiodes or lin-

ear diode arrays in the instruments were converted to dig-

ital counts using analog-to-digital (A/D) converters sup-

plied by the manufacturer as part of the overall system.

The A/D converter for the in-water instruments was lo-

cated near the optical sensor, enabling data transmission

to the control computer over long distances using the RS-

232 or RS-422 serial interface. The A/D converter for the

in-air filter radiometers was integrated with the sensor or

connected to it using a short cable. For the ASD instru-

ments, the A/D converter was incorporated into the data
acquisition system supplied by the manufacturer. In Ta-

ble 2, the A/D unit is indicated only if it is integral to

the radiometer. Other A/D units, which can be used with
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Table3. IndividualA/D unitsusedat SIRREX-5.
SIRR EX- 5 Ourner Manufacturer Model Input

Identification and S/N Voltage

L1 GSFC Satlantic OCP-100/004

L2 Satlantic Satlantic OCP-100/003
L3 PML Satlantic TBS-001

L4 USN Satlantic OCP-100/5
L5 GSFC Satlantic MVDS-009

L6 PML PML

12V dc

12V dc

other sensors in the same class, are given in Table 3.
To simplify the in-water laboratory, Lab I, most of

the measurements were made using equipment from one
manufacturer Satlantic. This relaxed the constraints on

the mounting apparatus for Little Seneca Lake because all

instruments were the same size and mass; a common data

acquisition system could be used also. The ASD units were

used for the in-air measurements (Lab III) and the BSI in-

struments were used with the SQM (Lab VII), and once
for the in-water measurements.

Table 4. Additional optical equipment used at
SIRREX-5.

Owner Description

NRL

GSFC

GSFC

NIST
NIST

NIST

NIST

NIST

NOAA

25.4 cm square 10% reflecting Spec-

tralon plaque
SXR

SQM
Field Irradiance Calibrator

60.96 cm, square; and 25.4 cm, square,

99% reflecting Spectralon plaques

10.2 cm, square, orange tile
Illuminance meter

FEL lamps (E007 and F332)

Single channel irradiance radiometer

Satlantic PC in crate (for SAS-II)

Additional equipment used at SIRREX-5 is identified

in Table 4. The NRL group contributed a 25.4cm, square,

gray, diffuse plaque made from Spectralon. This plaque

was used in the in-air experiments at the NIST pond (Lab

III). The SeaWiFS Project Office contributed the SXR

for use in the plaque laboratory (Lab VI) and the SQM
was used at Little Seneca Lake in Lab VII. A field irra-

diance calibrator, designed by NIST for use in the North

American interagency intercomparison of ultraviolet (UV)

monitoring spectroradiometers (Early et al. 1998a), was
used in Lab V at Little Seneca Lake. NIST also con-

tributed the same 25.4cm square, 99% reflecting Spec-

tralon plaque which was used in SIRREX-4 [model number

SRT-99-100, serial number (S/N) 12127] as well as a new

60.96cm square, 99% reflecting Spectralon plaque (model

number SRT-99-240, S/N 15107). A NIST 10 cm, square,

orange tile was used during Lab III to provide a colored

sample with a known spectral reflectance factor. In one

of the sessions for Lab VIII, a single channel dual sen-

sor (irradiance and radiance) was used to map the irra-

diance distribution of a standard irradiance lamp. This

sensor, developed by NIST for NOAA's Marine Optical

Buoy (MOBY) program, measures irradiance or radiance,

depending on the configuration of the fore optics. NIST
used a commercial irradiance meter in another of the Lab

VIII experiments as a verification of E,(0 +, A). Satlantic,

Inc., lent a personal computer (PC) that was used for the

laboratory calibration of the GAR and GAE units (the

SAS-II system) and Lab III.

1.3 Document Organization

The remainder of this document is organized in the fol-

lowing manner. Section 2 describes the measurements at

Little Seneca Lake, where simultaneous results from se-

lected radiometers were intercompared (Labs I and II).

Section 3 describes the measurements at a pond on the

NIST campus, where two methods of deriving the remote

sensing reflectance of the pond were implemented (Labs

III and IV). For Labs I_V, the calibration coefficients sup-

plied by the instrument's owner were used to reduce the

data. As a separate effort, NIST personnel calibrated all

of the participating sensors and measured the reflectance

factor of the NRL gray plaque. The NIST data for the

gray plaque was used for the Lab III analysis.

Section 4 describes the use of a portable, absolute, cali-

bration source for spectral irradiance responsivity (Lab V).
The calibration coefficients derived in the field are com-

pared to those derived in the NIST laboratory (Sect. 7).
The method of generating a known source of spectral ra-

diance using a source of known irradiance and a diffusely

reflecting sample of known reflectance factor, or the plaque

method for brevity, was the subject of Lab VI (Sect. 5).

The NIST calibration procedure for spectral radiance re-

sponsivity also used the plaque method, but the data ac-

quired prior to SIRREX-5 were not useful because of a

problem with the data acquisition software. For the Sat-

lantic radiance sensors, therefore, the comparison of the

owner, and NIST, calibration coefficients is based on data

7
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acquiredby theparticipantsduringSIRREX-5in LabVI
(Sects.5and7).

LabVII wasa simplestudyof thestabilityof a new
portablefield source(theSQM)usingthe BSIsensors.
Theresults,describedin Sect.6, wereanalyzedusingthe
owner-suppliedcalibrationcoefficients,but theobserved
stabilityandrepeatabilityis independentof thesevalues.
Section6 alsoincludesasummaryof selectedtopics(Lab
VIII). As mentionedabove,Sect.7 describestheNIST
calibrationsandpresentstheresults.Section8 discusses
all of theSIRREX-5results,andSect.9 summarizesthe
conclusions.

2. IN-WATER STUDIES

The major objective of the field campaign at Little

Seneca Lake was to determine the level of agreement be-

tween different sensors designed to measure the same phys-

ical quantity, e.g., L_(z,A), Ed(Z, A), or Es(0+,A); to en-

sure comparability, the data were collected simultaneously.

A secondary and implicity addressed issue was the stabil-

ity of the sensors over the time period of the field measure-
ments.

Measurements of L_(z, A) and Ed(z, A) give informa-

tion on the vertical profiles of the light field, which is re-

lated to chlorophyll a and other optically active compo-

nents in the water. Measurements of Es(0 +, A) are gen-
erally used to normalize the in-water data, e.g., to deter-

mine the remote sensing reflectance (Lab III, Sect. 3). For
more information on in-water optical measurements and

why they are made, see Mueller and Austin (1995) and
the references therein. Analysis of the data from Little

Seneca Lake was expected to be difficult because of the

water properties associated with summertime conditions

(i.e., algal blooms) and the limited depth of the lake, but
these experimental conditions were not expected to ad-

versely affect the primary objective: an intercomparison of

simultaneous measurements and stability. For SIRREX-5,

no attempt was made to determine the apparent optical

properties (AOPs) of the water from the vertical profiles

or to correct for possible instrument self-shading.

To simplify the experimental design, the different sen-

sors were actually from the same manufacturer, but with

separate calibration and deployment histories; almost all

of the radiometers had very similar center wavelengths and

bandwidths. For the results presented here, all of the in-
struments were Satlantic 200 series ocean color radiance

(OCR-200) or irradiance (OCI-200) sensors; the former

category measures L_(z, A), while the latter measures ei-

ther Ed(z, A) or E_(0 +, A). Using the calibration coeffi-

cients supplied by the instrument owner, the radiance or

irradiance data were intercompared as a function of time

and depth. By comparison, among the calibration activ-

ities in Labs VVII, as well as to the NIST calibration

activities (Sect. 7), the stability of the radiometers can be
assessed.

2.1 Site Preparation

A moored haul-down system was designed and con-

structed (Fig. 1). The haul-down system was designed to

minimize platform shadowing and hold four in-water sen-

sors plus two Satlantic ocean color profilers (OCP-004 and

OCP-005). The OCP units contained the A/D units, pres-
sure sensors, pitch and roll sensors, power supplies, and in-

terface electronics. The entire apparatus consisted of two

anchors, a float, the instrument frame, an anchor windlass,
electrical cables, support cables, and a haul-down tether.

The haul-down block assembly anchor had a stainless steel

dinghy block attached to it for the haul-down tether. A

separate anchor was attached to the haul-down anchor us-

ing a horizontal cable along the lake bottom (i.e., a Dan-

forth anchor) to prevent motion of the haul-down anchor.
The float was in line with the haul-down tether between

the dinghy block and the instrument frame, i.e., the float
was under water at all times. The electrical cables ran

from the tower of the pumping station to the float; sepa-

rate cables, using underwater connections, went from the
float to the instrument frame. At night, the sensors were
removed from the frame and the frame was stowed under

water.

The system was assembled beginning 17 July and the
anchors were deployed on 20 July using a rubber boat de-

ployed from the shore near the west side of the dam at
Little Seneca Lake. A wooden A frame was built to al-

low the anchors to be deployed over the stern of the rub-

ber boat. The Danforth anchor was placed approximately
45 m northwest of the pumping station tower, and the haul-

down anchor was placed approximately 22 m northwest of
the tower. The A frame and its attached anchor windlass

were removed from the boat and deployed on the deck of

the pumping station tower to be used in hauling in, and
controlling the release of, the haul-down tether. On 21

July, electrical umbilical cables were run from the pumping

station building and coiled in a figure-eight pattern on the

tower deck. On 22 July in the morning, the electrical ca-
bles, which were terminated with dummy connectors, were

run from the tower to the float. The cables were buoyed

into two catenaries to relieve the weight on the float. Four
OCI-200 sensors with flotation were assembled onto the

frame. On 23 July, the first day of SIRREX-5, the frame

was towed to the haul-down site using the boat and the
necessary connections were made. Figure 2 is a compos-

ite photograph of Little Seneca Lake and the deployment
team on the rubber boat. The view is from the dam look-

ing northwest, and the pumping station tower, haul-down

line, and the frame buoy are visible.

2.2 Daily Activities

The daily activities were as follows:

• 23 July four downwelling irradiance sensors were

mounted in the instrument frame: GWI, UWI, PWI,

and JWI (Table 5).
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Frame Configuration
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Fig. 1. A schematic of the Little Seneca Lake field site showing the relationship of the in-water equipment

with respect to the pump tower. Details of the frame used to carry the light sensors are shown in the

inset panel. In the insert, the view of the frame is perpendicular to the view in the overall schematic.
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Table5. A summaryofthesensorsandtheirconfigurationsduringthemeasurementcampaignatLittle SenecaLake.
Thesequentialdayoftheyear(SDY)is givenin thesecondcolumn.

OCP-O04 Surface OCP-O05 Surface

Date SDY Time Cast Event Port 1 Port 2 Irradiance Port 1 Port 2 Irradiance

23 July 205 1510 1 Down

23 July 205 1512 1 Up

23 July 205 1533 2 Down

23 July 205 1535 2 Up

23 July 205 1613 2 Dark

24 July 206 1158 3 Dark

24 July 206 1204 3 Dark

24 July 206 1229 3 Down

24 July 206 1234 3 Up

24 July 206 1355 4 Down

24 July 206 1357 4 Up

25 July 207 0929 5 Dark

25 July 207 1005 5 Down

25 July 207 1007 5 Up

25 July 207 1014 6 Down

25 July 207 1024 6 Up

25 July 207 1101 7 Down

25 July 207 1103 7 Up

25 July 207 1108 8 Down

25 July 207 1110 8 Up

25 July 207 1140 9 Dark

25 July 207 1223 9 Down

25 July 207 1225 9 Up

25 July 207 1319 10 Down

25 July 207 1321 10 Up

25 July 207 1333 11 Down

25 July 207 1335 11 Up

25 July 207 1517 12 Dark

25 July 207 1521 12 Down

25 July 207 1523 12 Up

25 July 207 1530 13 Down

25 July 207 1533 13 Up

25 July 207 1542 13 Dark

26 July 208 0941 14 Dark

26 July 208 1012 14 Down

26 July 208 1014 14 Up

26 July 208 1021 15 Down

26 July 208 1023 15 Up

26 July 208 1029 16 Down

26 July 208 1031 16 Up

27 July 209 1024 17 Down

27 July 209 1026 17 Up

27 July 209 1034 18 Down

27 July 209 1036 18 Up

27 July 209 1117 19 Down

27 July 209 1120 19 Up

PWI UWI GAI

PWI UWI GAI

PWI UWI GAI

PWI UWI GAI

PWI UWI

PWI UWI

PWI UWI GAI
PWI UWI GAI

PWI UWI GAI

PWI UWI GAI

UWR GWR

UWR GWR GAI

UWR GWR GAI

UWR GWR GAI

UWR GWR GAI

UWR GWR GAI

UWR GWR GAI

UWR GWR GAI

UWR GWR GAI

GWI GWR

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR

GWI GWR GAI
GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR

GWI GWR

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI GWR GAI

GWI JWI

GWI JWI

GWI JWI

GWI JWI

GWI JWI

GWI JWI

GWI JWI
GWI JWI

GWI JWI

GWI JWI

PWR JWR

PWR JWR

PWR JWR

PWR JWR

PWR JWR

PWR JWR

PWR JWR

PWR JWR

PWR JWR

JWI JWR

JWI JWR

JWI JWR

JWI JWR

JWI JWR

JWI JWR

JWI JWR

UWE UWR

UWE UWR
UWE UWR

UWE UWR

UWE UWR

UWE UWR

PWI PWR

PWI PWR

PWI PWR

PWI PWR

PWI PWR

PWI PWR

PWI PWR

CWI CWR

CWI CWR

CWI CWR

CWI CWR

CWI CWR

CWI CWR

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE
SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

SAE

CAI

CAI

CAI

CAI

CAI

CAI

10
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Fig. 2. Composite photograph of the site at Little Seneca Lake corresponding to the in-water activities.

The pumping station tower, haul-down line, and frame buoy are visible. The insert is a photograph of

the rubber boat used to deploy the equipment.

• 24 July the sequence with the same four irradiance

sensors was repeated.

• 23 and 24 July no data on the roll of the instru-

ment frame were recorded, although tilt data were.

• 25 Jul_four upwelling radiance sensors GWR,
UWR, PWR, and JWR, were mounted in the nor-

mal configuration (sensors facing down). The orien-

tation of OCP-004 was adjusted, so the roll sensor
would deliver more useful information. The four

sensors were then inverted to measure downwelling

radiance (these data should not be influenced by
self-shading). Finally, the UWI{ and PWI{ sensors

were replaced with GWI and JWI. The JWI and
JWR sensors were in turn replaced with the UWE
and UWI{ instruments.

• 26 July two sets of systems were used: GWR and

GWI, plus PWI{ and PWI.

• 27 July the BSI sensors from C/CSC, CWR and
CWI, were used with the GSFC system, GWR and
GWI.

• 23 26 July for all measurements, the surface down-

welling radiometer was GAI for OCP-004, and SAE

for OCP-005.

• 27 July sensor GAI was used with the GSFC sys-

tem and CAI was used with the C/CSC system.

The data acquisition consisted of a continuous down

profile, recorded from the surface to a depth of approx-

imately 8.7m. The instrument frame was held at that

depth while a fixed-depth intercomparison data set was

acquired. The instrument frame was then brought to the

surface, with a pause for fixed-depth intercomparison mea-

surements at approximately 7.4 m, 3.8 m, 1.85 m, and then

the surface. This set of measurements, round trip from the

surface, is one cast. At each depth, data were collected at

6Hz for between 10 15s. The SIRREX-5 participants in

the relevant group were responsible for operating the haul-

down apparatus. Communication to the data acquisition

activities inside (Lab II) was over marine radio.

On 29 July, the haul-down system and support equip-
ment was removed and the site was returned to its normal

state, except that both anchors were left in Little Seneca

Lake. A messenger line was fed through the haul-down

block and both ends were buoyed at the surface.

11
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Fig. 3. A comparison of the calibrated in-water radiance and irradiance data from casts 1 8 (23 25

,July 1996) during which all of the radiometers on the frame were of the same type, i.e., all radiance or

all irradiance. The comparisons are between the two instruments connected to the same OCP unit and,

thus, the same side of the deployment frame.

2.3 Results

Limited pitch offsets appeared to occur in some of the

early data files, and significant pitch angles occurred after

cast 13. This may have been related to the electrical cables.

It is suspected that during the installation of a new set of

sensors, the frame was twisted so that the catenary of the
lead from the float to the frame could interfere with the

lead from the float to the tower. Despite these ditticulties,

a large data set of simultaneous measurements under a

variety of sky conditions was collected.

For the purposes of intercomparing the in-water mea-

surements, the cast data can be separated into two groups:

casts 14 and casts 9 16. The former represent those mea-
surements when all of the sensors on the frame were of

the same type (all radiance or all irradiance), whereas the

latter are of mbced type (radiance and irradiance). The
difference between the two sets is that for casts 1 8, all

of the sensors can be intercompared (which maximizes the
total number of permutations), whereas for casts 9 16 only

the like sensors can be intercompared.

Figure 3 is an intercomparison of all the sensors on a

particular OCP unit (OCP-004 or OCP-005) across the

first five SeaWiFS wavelengths for casts 14, i.e., ports 1

and 2 on OCP-004, and ports 1 and 2 on OCP-005. In

the common configuration for the OCP units, port 1 is the

electrical input for the irradiance (OCI sensors) and port

2 is the electrical input for the radiance (OCR sensors),

but the units can be operated in other configurations. The

data were filtered to include only those time periods for

12
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whichlightconditionswerestableandthemaximumpitch
onthedeploymentframewaslessthan5°. Afterextraction
fromthecommondepthperiodsduringtheupcasts,the
calibratedresponsesoftheinstrumentsforeitherL_ (z, A)

or Ea(z, A) at these particular depths were averaged. If a

linear regression (Type II) is applied to the Fig. 3 data,

the slope of the regression line is 0.986 and /_2 0.988

(1.006 and 0.996, respectively, on log transformed data).

The minor degradation in the /_2 value is due to a small

number of points.

The Fig. 3 data are from radiance or irradiance sensors

on the same OCP unit. It is also possible to consider sen-

sors on different OCP units and, thus, different sides of the

deployment frame. These cross relationships are formed by

considering data from each port at one end of the frame

versus the data from both ports at the opposite end of the

frame (i.e., port 1 on OCP-004, versus ports 1 and 2 on

OCP-005 plus port 2 on OCP-004, versus ports 1 and 2

on OCP-005). When all cross comparisons are pooled to-

gether, a type II regression results in a slope of 1.007 and

a R 2 of 0.999 (0.989 and 0.993, respectively, for log trans-

formed data). These lower agreements among radiometers

are partly explained by slight differences in calibrations

(around 2% as shown above), but most of the degradation

observed for the cross comparisons actually result from the

fact that the two ends of the deployment frame were at dif-

ferent depths because of pitch (a pitch angle of 2° induced

more than 10 cm depth difference between the two ends of

the frame, which is significant in turbid waters).
The other data collected at the Little Seneca Lake site

was Es(0 +, A) data. These data were collected with the

same two sensors GAI and SAE which had very similar

center wavelengths except for channel 7. A comparison of

these two sensors, formed by calculating the ratio of the

calibrated response of the SAE sensor divided by the GAI

sensor for simultaneous measurements, is shown in Fig. 4.

The mean ratios for channels 1 6 (i.e., the first six Sea-

WiFS wavelengths) are shown in Table 6 along with the

standard deviation of each mean. The average ratio of all

six channels is 0.995 with an average standard deviation
of 0.0117. This means that the individual channels inter-

compare at approximately the 0.5% level, which is clearly

seen in Fig. 4.

Table 6. A summary of the mean ratios and stan-
dard deviations of the SAE to GAI calibrated irra-

diance for channels 1 6 during casts 2, and _11 at
Little Seneca Lake.

A [nm] Mean

412

443
490

510

555

670

0.997 0.009

0.986 0.010
0.981 0.011

1.016 0.012

0.995 0.013

0.999 0.015

2.4 Discussion and Recommendations

The in situ intercomparisons indicate that the uncer-

tainty in the different in-water and in-air sensors deployed

at Little Seneca Lake was approximately 1 2% under the

optimal light and platform (pitch) conditions. If the data

set is broadened to include cross comparisons with instru-

ments from different sides of the deployment frame, i.e.,

the instruments are at different depths, the uncertainty

increases mostly because of the depth difference between

the ends of the deployment frame. Although not all of

the data was presented, the data set includes trim condi-

tions with large tilts, which can result in intercomparison

discrepancies as high as 200%. In any event, the results

clearly show intercomparisons at a level in keeping with the

calibration requirements as long as the effects of platform

motion are negligible.

The most important lesson in this activity is the im-

portance of platform stability, particularly in the highly

attenuating environment of the lake. Pitch and roll off-

sets can be alleviated by using more care in rigging the

electrical cables to prevent horizontal motion at the base

of the instrument frame, or perhaps the installation of an

electromechanical ballast for automatic trimming of the in-

strument frame. An accurate intercalibration of the pres-
sure sensors would also have contributed to better control

of the frame behavior, and, to a certain extent, depth mea-

surement accuracy is relevant to radiometric data process-

ing.

3. IN-AIR STUDIES

The ocean color protocols outline several methods that

are used to determine remote sensing reflectance, RRs(A).

The purpose of Lab III was to demonstrate methods for

finding RRs (A) that do not require in-water radiant flux

measurements. During the planning for SIRREX-5, it was
clear that the site at Little Seneca Lake would not be suit-

able for the in-air studies; the shoreline was steep and the

site was being used by Labs I, II, V, and VII, so deploy-

ing the instruments would have been difficult. Instead, the

southern-most pond on the NIST campus was used.

A photograph of Lab III during SIRREX-5 is shown

in Fig. 5. The pond was easy to access from the plaque

laboratory, so that the irradiance and radiance calibra-

tions of the in-air instruments could be repeated during

SIRREX-5. Although the water quality of the pond was

not typical of that encountered at sea, it was deemed suit-

able for the purpose of illustrating the concepts and in-

vestigating the stability of the radiometers. The planning

prior to SIRREX-5 included discussion of moving the in-air

experiment to Little Seneca Lake on the last day for a di-

rect comparison of RRs(A), but this was not done because

of the logistical issues and the fact that such a comparison

was not a prime objective of SIRREX-5.
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Fig. 4. A comparison of the calibrated solar irradiance [Es(A)] data collected during the Little Seneca

Lake in-water deployments. The data have been filtered to exclude those casts with unstable (i.e.,

cloudy) light fields, and only channels 1 6 of the two instruments (GAI and SAE) are shown, because

the channel 7 center wavelengths were substantially different.

Fig. 5. Photograph of Lab III, illustrating the construction of the experimental platform (black plywood)

over the overflow drain, the gray plaque, the SAR and SAI sensors, the GAR sensor, the data acquisition

equipment, and some of the participants.
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3.1 Measurement Principles

The significance of the remote sensing reflectance,

RRs(A), is that it is proportional to the irradiance re-

flectance factor (Carder and Steward 1985). This reflec-

break tance factor can be predicted based on models and

measurements of the backscattering and absorption coeffi-

cients for seawater, Gelbstoff, phytoplankton, and detritus

(Carder and Steward 1985), and then related to RRs(A) if

a model for the angular distribution of the upwelling light

field is chosen. The remote sensing reflectance is defined
as

7rLw(A) (1)
Ras(A) A)'

where Lw(A) is the water-leaving radiance at a particular

angle of viewing and E_(0 +, A) is the total downwelling

irradiance. The water-leaving radiance is the radiance

backscattered by the water; it does not include any in-

cident flux reflected, either diffusely or specularly, by the

surface of the water from the sky. The total downwelling

irradiance is the sum, at the surface of the water, of the

direct solar irradiance and any flux from the hemisphere

(diffuse solar flux, flux scattered by clouds, etc.). Note that

(1), from Carder and Steward (1985), differs by the factor

7r from the definition in the SOOP [Mueller and Austin

1995, (66)], which is incorrect.

For laboratory measurements, the quantity /_as(A) is

similar to the hemispherical directional reflectance factor,

which corresponds to uniform illumination (over the hemi-

sphere) of the target with the reflected radiance measured
for one direction. According to the Helmholtz reciprocity,

for isotropic samples, the inverse illumination geometry is

equivalent, and generally it is the directional hemispherical

reflectance factor, R(0/h, A), that is measured. Here, 0 is

the polar angle for the incident beam and "h" stands for

the hemispherical collection geometry. At NIST, 0 6°,

while at Labsphere, 0 8°.

There are important differences between Ras(A) and

R(O/h,A), which are worth noting. First, for Ras(A),

Lw(A) represents the subsurface scattered radiance, as

in a volume scatterer. The diffusely and specularly re-

flected sky components are not included. For R(O/h,A),
the total flux scattered into the hemisphere is measured,

independent of the scattering source (surface or volume)

or directional parameters (diffuse or specular). Equating

R(O/h, A) with the hemispherical directional reflectance

factor R(h/O 1, A) means that the exitent radiance for the

laboratory data includes specular reflection. Second, for

Ras (A), E_ (0 +, A) includes both components of illumina-

tion: the direct (solar) and diffuse (sky). For R(0/h,A),

the illumination is direct beam only.

The first, or direct, method to determine/gas(A), uses

simultaneous measurements of Lsfc(A) and E_(0 +, A), fol-

lowed by simultaneous measurements of Lsky(A ) and

Es(O +, A). Lsfc(A) is the sum of the backscattered and

reflected radiance from the surface. Ideally, all three quan-

tities should be measured at the same time, but because

there is usually only a single radiance and irradiance sen-

sor, the experiment is done in two steps. If these sensors

are properly characterized and calibrated, then

/_aS(A ) 7r(Lsfc(A) - pw(A)Lsky(A))

E (0% A)
(2)

where pw(A) is the Fresnel reflectance of the water. The

value for pw(A) is estimated to be 0.028 for low wind

speeds and a viewing angle, 01, of 40 ° (Hooker et al. 1999).

With respect to a point on the surface of the water, Lsfc(A)

is along an outgoing ray in direction 01, _1 and Lsky(A) is
along an incoming ray in direction 0, _. Here, _ is the

azimuthal angle; (2) is only valid in the case where the

reflectance of the water is completely specular, so 01 0

and _1 _ + 7c. The assumption is often made that the

incident angle 0 is small, and may be approximated as zero

(normal incidence). In this case, the specular reflectance

is the same for both states of linear polarization, which

are referenced to the plane of incidence. Assuming normal

incidence and a specular surface,

pw(A) (n(A) - 1) 2 +k(A) 2 (3)

(n(A) + 1) 2 +k(A) 2'

where n(A) and k(A) are the index of refraction and ex-

tinction coefficient of seawater, respectively. For the case

of 0/_ 0, there are two forms of (2), one for each state of

polarization (DeWitt and Richmond 1988).

The second method, referred to as the plaque method,

to determine /gas(A) uses a calibrated reflectance target
and uncalibrated radiometers to measure relative radiance

and irradiance. For this method to produce accurate re-

sults, the radiometers must be stable, insensitive to the

polarization state of the incident flux, and linear with

incident flux. The reflectance target must be spatially

uniform, R(O/h, A) must be known, and these parameters

must be stable. For accurate transfer from the laboratory

values for R(O/h, A) to Ras (k), the reflectance target must

be a perfect diffuser (e.g., lambertian), because the illumi-

nation conditions are so different. Otherwise, the radiance

distribution of the sky, as well as the complete BRDF of

the target, must be known. There is substantial evidence

from Spectralon BRDF data that illustrates the lamber-

tian condition is not valid (Early et al. 1999, or Fig. B2 in

Johnson et al. 1996).

Typically, the target is a gray form of Spectralon with

the absorptance chosen so that the reflectance is close to

that of water. The analysis proceeds by assuming the

target is uniform and lambertian, with reflectance pp(A)

[equals R(6/h, A) using the NIST data], where the sub-

script "p" refers to the plaque target. Then the differences

between the methods used to define or measure/gas (A) and
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R(O/h, A) are overlooked and the downwelling irradiance is

written in terms of the radiance of the plaque as measured

in the field, Lp(A), and the reflectance determined in the

laboratory:

]_s(0 + , A) 71-Lp (A)
pp(A) " (4)

Note the similarity between (4) and (1).

The method consists of sequential radiance-mode mea-

surements of the plaque, resulting in the signal Sp (5); the

total radiance of the water, resulting in the signal Ssfc(5);

and the radiance of the sky, resulting in signal Ssky (A). As

with the first method, the sky radiance is measured in the

direction corresponding to specular reflection of the wa-

ter, and the plaque and total water radiance are measured

in the same direction. From (4), it is possible to write

the downwelling irradiance in terms of the signal from the

plaque radiance measurements, Es(0 +, 5) o< Sp(5)71-Dp(A ).
Then the remote sensing reflectance is

/_RS(A) pp(A)(Ssfc(A) -- pW(A) _sky(A)) (5)
Sp(A)

The above, (5), and the comparable equation given in the

SOOP [Mueller and Austin 1995, (67)] are not consistent

and disagree by the factor pp(A) 2 after accounting for the

factor of 7r in the definition of Ras (A). However, (5) is con-

sistent with the derivation of Carder and Steward (1985),

see (10) in that paper. The error is in the Mueller and
Austin document.

Variations of these two in-air methods exist. For exam-

ple, the determination of the downwelling irradiance can

be made using a sensor calibrated for spectral radiance

and a plaque with a known reflectance factor as a sub-

stitute for the direct measurement of Es(0 +, A) using the

calibrated irradiance sensor. The technique in the second

method for determining a signal that is proportional to the

downwelling irradiance using the radiance from a diffuse

reflectance target, is combined with the absolute radiance

measurements in the first method; then

/_RS(A) pp(A)(Lsfc(A) - pw(A) Lsky(A)) (6)

Lp(A)

Another variation possible in either method is to use a

mirror of known reflectivity orientated in the horizontal

plane to measure Lsky(_).

The third method for determining RRs(A), not imple-

mented in Lab III, relies on in-water radiant flux mea-

surements. The upwelling radiance as a function of depth

and the downwelling irradiance at the surface of the water

are measured using calibrated sensors. Then, after correc-

tions for self-shading, wave focusing, and other sources of

bias, the L_ (z, A) data are used to estimate L_ (0 , A) and

this value is propagated through the surface using Fresnel's

laws; then, from (1), /_as (A) can be determined.

In summary, there are a number of important assump-

tions and critical measurement parameters that must hold

for an accurate determination of Ras(5). Because the
measurements are not completely simultaneous, the illu-
mination conditions and the radiometers must be stable.

The incident and viewing angles, 0 and 01, must be small,

ideally at normal incidence, or else the two states of po-

larization must be considered separately. The reflectance
target is assumed to be isotropic and lambertian, or the full

BRDF must be measured for in- and out-of-plane geome-

tries. The spectral reflectance of the water must be spec-

ular, with a negligible diffuse component. Wind-driven
waves affect the reflectance, and this bias depends on the

angle 0. Finally, the variation in R(0/h, A) with 0 should

be negligible.
Lab III was structured to address some of these fun-

damental issues and assumptions. Ras (5) was derived us-
ing (2) and (6), and these independent determinations are

compared. An orange tile with a known reflectance factor

was measured outdoors as a special test. Performance of
the measurements outdoors in conditions somewhat analo-

gous to those on a ship was expected to result in a reason-

able estimate of the variance caused by clouds, increased

temperatures, and so forth. The participants in Lab III
were actively involved in performing the actual measure-

ments, including mounting and aligning the radiometers

and the reflectance targets.

3.2 Daily Activities

The two instruments used for measuring the remote

sensing reflectance were the SAS-II, consisting of two filter
radiometers, each with seven channels; and a dual-grating

spectrograph manufactured by ASD with fiber-optic input

(SAI and SAR). Both instruments could measure radiance

and irradiance simultaneously. The instruments were cal-
ibrated for irradiance and radiance responsivity at NIST

during SIRREX-5, and the NIST calibration factors are

used in the analysis presented here. For brevity, the SAI

and SAR system will be described using the model number
PS2-903.

The daily procedure was to measure the remote sens-

ing reflectance at the pond site first with the PS2-903, then

with the SAS-II, and then again with the PS2-903. Simul-
taneous measurements with the two instruments were not

performed. The fiber-optic input of the PS2-903 dual spec-

trograph was respectively fitted with a cosine collector for

irradiance and an 18 ° field-of-view aperture pair for radi-

ance. The experimental procedure for the PS2-903 was to
first measure the gray plaque radiance, then the water radi-

ance followed by the sky radiance. Figure 6 is a photograph

taken during the alignment of the SAR sensor. The sky ir-

radiance measurements were done simultaneously with all
of the corresponding radiance measurements. The entire

cycle of plaque-water-sky took little over a minute and the

cycle was repeated five times for a single set. The exper-

imental procedure for the SAS-II instrument was to first
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Fig. 6. PhotographduringLabIII, illustratingthemethodusedto aligntheradiancesensors(SARin
thiscase)to thediffuseplaque.FormeasurementsofLsfc, the tripod with the sensor was moved to the
edge of the experimental platform.

measure the plaque radiance and then the water radiance,

but was occasionally followed by sky radiance measure-

ments. A single cycle with the SAS-II took about two

minutes, and each cycle was saved in separate files. The

sky irradiance was also measured simultaneously with the

radiance measurements. On some occasions, the SAS-II

channels were saturated by the sky radiance. The PS2-

903 did not saturate under any conditions.

The experimental procedure was changed on the sec-

ond and third days of the experiment to include a glossy,
colored tile of a known reflectance factor. The radiance

from the tile was measured in place of Lsfc(A).

The measurement geometry was similar for the plaque,

water, and tile data sets. The plaque or tile was horizontal,

and the direction of direct solar illumination was always

orthogonal to the plane of measurement for Lsf_(A), Lp(A),

and Lsky(A). Referenced to a point on the target, the polar
and azimuthal angles for the incident direct solar beam

varied with the time of day. The polar angle, 0, for the

Lsfc(A), Lp(A), and Lsky(A) measurements was either 20 °,
30 °, or 45 °. The radiance sensor for the SAS-II or the PS2-

903 was mounted on a tripod, located on a small dock at

the edge of the pond. The tripod was moved to the edge of

the dock for the Lsf_(A) measurements. The plaque or tile

sat on a small table which was moved in front of the tripod
for the reflected radiance measurements. The irradiance

sensors for the SAS-II or the PS2-903 were mounted on a

second tripod, about 1.8 m above the dock.

3.3 Analysis

In the direct method, the remote sensing reflectance for

both the PS2-903 and the SAS-II, RRs,_ was determined
using (2), so

_RS,c 71- _ (Lsfc(_) Lsky (_")

n J 1 _ J_s(t) PW Es(t') ' (7)

where t and t I represent the time of the measurements, n is

the number of samples, "c" stands for calibrated, and the

dependence with wavelength is understood. The number

of samples ranged from 5 for the PS2-903 instrument to
over 100 for the SAS-II instrument.

In the plaque method, the remote sensing reflectance

RRS,p is determined by,

1 _ / Lsfc (_) Lsky (_ H) )
_RS,p _ PP _ _ PW Lp (_") ' (8)j 1

where Dp is the gray plaque reflectance factor measured in

the laboratory; t, t _, and t" are measurement times; and

Lp(t _) is the radiance from the plaque measured in the
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field. Thenumberof samples,n, also ranged from 5 for

the measurements using the PS2-903 instrument, to over
100 for the SAS-II instrument.

3.4 Results

3.4.1 24 July 1996

The sky was scattered with clouds. During the morn-

ing, a green scum was on the surface of the pond, but this

dissipated by midday. The details of the measurements are

given in Table 7, where the files for the SAS-II instrument
are denoted as a group and labeled by the time at which
the measurements were taken. For all of the SAS-II mea-

surements, 0 30°; for the PS2-903 measurements, the
value was not recorded, although it was not varied. Ev-

ery measurement of Lsky(A) was saturated for the SAS-II
instrument, so no results are presented for 24 July.

Table 7. The filenames and the times for the re-

mote sensing reflectances were measured using the
PS2-903 and the SAS-II instruments at the NIST

)ond on 24 July 1996.

Filename Time Instrument

960724a 10:52 10:58 PS2-903

960724b 11:03 11:09 PS2-903
960724c 11:14 11:19 PS2-903

13:02 13:17 SAS-II_
960724d 13:31 13:37 PS2-903

10 measurements.

The remote sensing reflectance with the PS2-903 in-

strument is shown in Figs. 7 and 8 using the direct method
and the plaque method, respectively. The reflectance is a

strong function of wavelength with a maximum value of

about 550nm. The ratio RRs,c:RRS,p is shown in Fig. 9.

The values for RRs,c and RaS,p are in good agreement
for the first three PS2-903 files: 960724a, 960724b, and

960724c. The value for Ras,_ is several percent greater
than RaS,p in the range from about 420 680 nm. For file
960724d, the discrepancy is much larger, from 20 30% and

in the same direction, Ras,_ > RRS,p. The average and
standard deviations of these ratios for the PS2-903 are

given in Table 8.

Table 8. Comparison of Ras,_ and RaS,p for the
PS2-903 measurements on 24 July 1996. The values

correspond to the quantity (RRs,_- J_RS,p)/J_RS,p

(_1) in percent, for the wavelength range from 420

680 nm. The relative standard deviation (01) of this
ratio is also given.

Filen_me _1 [%] o1 [%]

960724a 2.4 1.7

960724b 3.8 1.8
960724c 2.4 2.0

960724d 22.3 3.1

3.4.2 25 July 1996

The field measurements were performed in a similar
way as on 24 July 1996. The times and filenames are re-

ported in Table 9. For the SAS-II and the PS2-903 mea-

surements, 0 45 °. Figures 10 and 11 show the remote

sensing reflectance measured using the PS2-903: /_Rs,c

and /_RS,p, respectively. Figure 12 illustrates the ratio
/_RS,_:/_RS,p. From Fig. 12, the /_Rs values for the two

methods from files 960725b and 960725d are in good agree-
ment with each other; the average difference, for the wave-

length range from 420 680 nm is less than 4%. The data

set 960725a gives a larger discrepancy (Fig. 12 and Ta-

ble 10); as with the 24 July PS2-903 data, /_Rs,_ >/_RS,p
for all three data sets.

Table 9. The filenames and the times for the re-

mote sensing reflectances measured using the PS2-
903 and the SAS-II instruments at the NIST pond
on 25 July 1996.

Filename Time Instrument

960725a 12:06 12:10 PS2-903

960725b 13:19 13:26 PS2-903

960725c 13:3_13:42 PS2-903_

14:01 14:21 SAS-II_c
960725d 14:4&14:48 PS2-903

Orange tile. _ 7 measurements.

Table 10. Comparison of/_as,_ and ir_RS,p for the
PS2-903 measurements on 25 July 1996. The values

correspond to the quantity (RRs,_- RRS,p)/RRS,p
in percent, for the wavelength range of 420 680 nm.
The relative standard deviation of this ratio is also

given.

Filen_me _1 [%] o1 [%]

960725a 8.4 1.5

960725b 3.9 1.8

960725d 1.9 1.6

The average and the standard deviation of the remote

sensing reflectances for the seven measurements with the

SAS-II instrument are also shown in Figs. 10 and 11. In

these figures, the average values are denoted by open circles
and the corresponding standard deviations are denoted as

vertical lines. The values for RRs,c are consistently greater

than RRS,p (Fig. 12 and Table 11). In addition, the val-

ues of RRs,_ have less scatter and thus, smaller standard
deviations.

For each of the seven separate measurements with the
SAS-II instrument, the values of the average, over wave-

length, percent difference between RRs,_ and RRS,p are
given in Table 12. The standard deviations, as seen in the

third column in Table 12, remain constant in time, even

though the average relative difference changes by over a
factor of 20.
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0.12

0.10

o

==
0.08

0.06.,.._

(D
r/3

(D

"_ 0.04

(D

0.02
0

0.00

--960724a

- - - 960724b

..... 960724c

..... 960724d

II

II

B

r l'l

II

I I I I I I I

400 450 500 550 600 650 700 750

Wavelength [nm]

Fig. 8. The results for /_RS,p for the 24 ,July 1996 measurements. Four PS2-903 data sets were acquired

(Table 7) and the filenames are indicated in the legend.

19



The Fifth SeaWiFS Intercalibration Round-Robin Experiment (SIRREX-5), ,July 1996

1.6

1,5 =

1.4-

1.3-

_a0

1.2-

r,¢l

1.1
0

I:_ 1.0-

©
©

o.9-

0.8

-- 960724a

- - - 960724b

..... 960724c

..... 960724d

!l

¢1 i..I

,¢ ,*'*""%, .%_'_. ^

I--. _.1 "t_ "f" " "_l
",..I I..I ,4 • ._,,/ I"

"_"l.fo\.v-'¢" _.,

b ° "l..

• • vo "

,, ,

I I I I I I I

400 450 500 550 600 650 700 750

Wavelength [nm]

Fig. 9. The ratio/_RS,c:/_RS,p as determined from measurements on 24 ,July 1996 at the pond site using

the PS2-903. The filenames for the PS2-903 data sets are indicated in the legend.

0.12

0.10

0.08

._ 0.06

r.g3

"_ 0.04

0.02
O

0.00

-- 960725a

-- -- -- 960725b

..... 960725d

0 SAS H X

__ __ _ /t"

..

I I I I I I I

400 450 500 550 600 650 700 750

Wavelength [nm]

Fig. I0. The results for RRs,_ for the 25 ,July 1996 measurements. Three PS2-903 data sets were

acquired (Table 9) and the filenames are indicated in the legend. The average values obtained from the

seven SAS-II measurements are shown as open circles with the standard deviations shown as vertical

lines.

20



,Johnson, Yoon, Bruce, Shaw, Thompson, Hooker, Barnes, Eplee, ,Jr., Maritorena, and Mueller

0.12

Fig. 11.

0.10

O

o 0.08

0.06
,,.._

C¢1

© 0.04

0.02
0

0.00

E

960725a

-- -- -- 960725b

..... 960725d T / /'1

o L:

I I I I I I I

400 450 500 550 600 650 700 750

Wavelength [nm]

The results for /_RS,p for the 25 ,July 1996 measurements. Three PS2-903 data sets were

acquired (Table 9) and the filenames are indicated in the legend. The average values obtained from the

seven SAS-II measurements are shown as open circles with the standard deviations shown as vertical
lines.

1.5

1.4

0 1.3

1.2

C¢1 1.1

©

o 1.0

©

©
°,.._

0.9

0.8

I
II

r i

.|_" _/1_

:..'!,:.
,';.,.".. • • .,

--960725a

- - - 960725b

..... 960725d T

_._ ,_1 _ .[.

• _ ,_' '..ll, -., , . -., ,,

,.,

I I I I I I I

400 450 500 550 600 650 700 750

Wavelength [nm]

Fig. 12. The ratio /_RS,c:/_RS,p as determined from measurements on 25 ,July 1996 at the pond site

using the PS2-903 and the SAS-II instrument (open circles). The filenames for the PS2-903 data sets
are indicated in the legend. The vertical lines represent the uncertainty in the ratio of the reflectances
for the SAS-II data obtained from the standard deviations.
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Table 11. TheSAS-IIresultson25,Julyfor /_Rs
using the calibrated method and the plaque method
with the corresponding standard deviations.

A /_RS,c oJ /_RS,c /_RS,p oJ /_RS,p

[nm] [%] [%]
412.6 0.0141 14.3 0.0128 14.4

442.2 0.0153 14.7 0.0134 14.1

490.3 0.0271 9.1 0.0240 11.4

510.3 0.0386 6.8 0.0343 11.6

554.6 0.0773 4.0 0.0683 11.9

668.9 0.0369 8.5 0.0301 11.5

682.7 0.0341 8.4 0.0296 11.7

Table 12. Comparison of/_as,c and /_RS,p for the
seven individual SAS-II measurements on 25 July
1996. The values correspond to the average, over

the SAS-II wavelengths, of the quantity (Ras,c-
RaS,p)/RaS,p in percent. The relative standard de-
viation of this ratio is also given.

Filen_me A' [%] _' [%]

B0135 15.9 5.0

B1031 4.2 4.3

B1220 3.3 3.0
B1304 1.8 2.8

B1355 5.6 2.9

B1933 41.2 7.6

B2121 37.3 5.3

Table 13. The filenames and the times for the re-

mote sensing reflectances measured using the PS2-
903 and the SAS-II instruments at the NIST pond
on 26 July 1996.

Filename Time Instrument 0 [°]

960726a 11:20 11:23 PS2-903 45

960726b 11:28 11:31 PS2-903 30

960726c 11:34 11:37 PS2-903 20

960726d 11:42 11:44 PS2-903_ 20

12:02 12:25 SAS-II$ 45
960726e 13:39 13:41 PS2-903 45
960726f 13:49 13:53 PS2-903 45

960726g 14:01 14:04 PS2-903_ 45

Orange tile. _ 9 measurements.

Table 14. Comparison of/_Rs,_ and /_RS,p for the
PS2-903 measurements on 26 July 1996. The values

correspond to the quantity (RRs,_- RRS,p)/RRS,p
in percent, for the wavelength range of 420 680 nm.
The relative standard deviation of this ratio is also

given.

Filen_me A' [%] o' [%]

960726a 1.7 1.8

960726b -2.6 1.8
960726c -10.3 1.5

960726e -13.3 1.5

960726f -11.4 1.2

3.4.3 26 July 1996

The sky was scattered with clouds, but care was taken

to do the measurements only in direct sunlight. Table 13

lists the filenames and measurement times; as on 25 July,

for the SAS-II measurements, 0 45 °. This angle was
varied for the PS2-903 measurements and is listed in Ta-

ble 13. The values for RRs,_ and RRS,p using the PS2-
903 are shown in Figs. 13 and 14, respectively. Table 14

lists the ratios RRs,_:RRS,p. With the exception of file

960726a, the RRS,p values are greater than the RRs,c val-

ues (Fig. 15). This tendency is the reverse of the previous

days for the PS2-903, where RRs,_ > RRS,p. The standard
deviation of the reflectance ratios are nearly equal for each

measurement set, indicating a systematic change in one or

both of the RRs values.

The reflectances measured with the SAS instrument

are also plotted in Figs. 13 and 14. For the SAS-II, /_Rs,_

is greater than RRS,p; however, the direct method pro-
duced somewhat lower standard deviations, as seen in Ta-

ble 15. Although the SAS-II instrument was used in be-

tween the PS2-903 measurements (Table 13), the PS2-903
reflectance ratios do not bracket the SAS-II ones. For the

SAS-II results, the average, over wavelength, of the quan-

tity (RRs,_ -- RRS,p)/RRS,p is given in Table 16 for each of

the nine separate measurements.

Table 15. The SAS-II results on 26 ,July for /_Rs
using the calibrated method and the plaque method
with the corresponding standard deviations.

A /_RS,c O-I /_RS,c /_RS,p O-I /_RS,p

[nm] [%] [%]
412.6 0.0141 5.5 0.0132 5.6

442.2 0.0159 5.2 0.0147 5.5

490.3 0.0258 3.4 0.0248 4.5

510.3 0.0357 2.6 0.0348 6.4

554.6 0.0691 1.3 0.0670 3.0

668.9 0.0377 3.0 0.0340 3.3

682.7 0.0346 3.4 0.0329 4.3

3.5 Discussion and Recommendations

The only difference between the direct method and the
plaque method is the method of determining the sky Jr-

radiance; the direct method measures this quantity di-

rectly, (6), while the plaque method determines it from
the plaque radiance and known values for the plaque re-

flectance, (7). Any difference between the remote sensing

reflectances found using the two methods, therefore, could

be due to the environmental conditions, the illumination

geometry, systematic effects associated with the derivation

of the downwelling irradiance from the reflected plaque ra-

diance, or problems with the Es(A,t) radiometers (such
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Table 16. Comparison of RRS,c and RRS,p for the nine individual

SAS-II measurements on 24 July 1996. The values correspond to

the average, over the SAS-II wavelengths, of the quantity (RRS,c--

RRS,p)/RRS,p in percent. The relative standard deviation of this ratio

is also given.
m

Filen_me A'[%] o-' [%]

Bl154 1.4 5.1

B1250 9.0 2.4

B1444 4.9 3.6

B1815 7.6 2.4

B1550 8.8 2.6

B2017 7.0 2.1

B2227 6.7 2.3

B2418 2.8 4.4

B1346 3.7 2.4

0.12

0.10

0.08

o_
0.06

o 0.04

0.02
0

0.00

960726a

- - - 960726b

..... 960726c

..... 960726e

..... 960726f

O SAS II

f.
i-

I ' I ' I ' I ' I ' I ' I '

400 450 500 550 600 650 700 750

Wavelength [nm]

Fig. 13. The results for RRS,_ for the 26 July 1996 measurements. Five PS2-903 data sets were acquired

(Table 13) and the filenames are indicated in the legend. The average values obtained from the nine SAS-

II measurements are shown as open circles; for clarity, the standard deviations are not shown because

they correspond to the size of the plotted symbol.
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Fig. 14. The results for Ir_RS,p for the 26 July 1996 measurements. Five PS2-903 data sets were acquired

(Table 13) and the filenames are indicated in the legend. The average values obtained from the nine SAS-
II measurements are shown as open circles; for clarity, the standard deviations are not shown because

they correspond to the approximate size of the plotted symbol.
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Fig. 15. The ratio /_RS,c:/_RS,p as determined from measurements on 26 ,July 1996 at the pond site
using the PS2-903 and the SAS-II instrument (open circles). The filenames for the PS2-903 data sets

are indicated in the legend. The vertical lines represent the uncertainty in the ratio of the reflectances
for the SAS-II data obtained from the standard deviations.
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asthecosineresponseoftheindividualchannels).Forthe
SAS-IIresultsonagivenday,thestandarddeviationswere
somewhatlessforRRs,c compared to RRS,p (Tables 11 and
15).

For each of the three days, the sky conditions were clear
to partly cloudy. On 26 July, all measurements were made

when clouds were not blocking the sun, but this may not

have been true for the 24 and 25 July data. Increased

awareness by the participants to the significance of the

variable sky conditions during SIRREX-5 may explain the
improvement in the standard deviations for the SAS-II re-

sults over time (Tables 11 and 15). The presence of wind-

driven waves on the pond surface, which would have varied

with time, could explain some of the variability in the re-
sults. For example, with a uniform sky and a viewing angle

of 30 ° , wind-driven surface waves increase the reflectance

of the surface for the reflected sky component relative to

the Fresnel value, (3). Atmospheric conditions, such as wa-
ter vapor and aerosols, affect the diffuse sky component,

but these were not quantified as part of SIRREX-5.

The PS2-903 measurements occur over a greater time

interval than the SAS-II ones, with a corresponding in-
crease in the range of solar illumination angles. The tern-

poral variation of the PS2-903 RRs results is seen in Figs. 9,

12, and 15. On 24 July, the first three PS2-903 measure-
ments took place during a 27 min interval; the fourth mea-

surement was 2.3h later. On 25 July, 1.2h and 1.4h sepa-

rated the three PS2-903 data sets, respectively. On 26 July,

the first three PS2-903 data sets (960726a, 960726b, and

960726c) took 24 min to obtain, and occurred at about the
same time of day as the three consecutive data sets on 24

July. Unlike the 24 July results, which were in agreement,

the ratio RRs,c:RRS,p changed by up to 15%; however, 0

was different for each of the first three 26 July data sets:
45 ° , 30 ° , and 20 ° , respectively. The last two 26 July data

sets took place about 2 h later than set 960726c (Table 13).

Inspection of the ratios RRs,_:RRS,p for the PS2-903 at 0
45 ° for the three days does not reveal a strong correlation
with time of day; with the exception of data sets 960724d,

960726e, and 960726f, the ratios are all between 1.0 and
1.1.

Issues relating to the use of the reflected radiance from
a diffusely reflecting standard to determine the total down-

welling irradiance were discussed in the introduction to this

section. Because such reflecting standards are not lamber-

tian (Early et al. 1999), the plaque method should not
be used unless the measurement equation is expanded to

include the distribution of sky radiance and full BRDF

plaque data.

4. IRRADIANCE FIELD SOURCE

The motivation for Lab V was the lack of traceability
between laboratory calibrations and field measurements.

The calibration coefficients for downwelling irradiance sen-

sors were determined in the field using an absolute stan-

dard of spectral irradiance. The objectives of Lab V were

to determine the stability of the radiometers during

SIRREX-5 and to compare the laboratory and field cal-
ibration. The measurements at SIRREX-5 are useful for

sensor evaluation, although they are not practical for in

situ ocean color measurements because of the typical po-

sition of the downwelling irradiance sensor on a tall mast

and the motion of the ship.

4.1 Field Calibrator

The field irradiance calibrator was made for the North

American interagency intercomparison of UV monitoring

spectroradiometers the UV intercomparisons (Early et

al. 1998a and 1998b). The field calibrator is an absolute

source for spectral irradiance. The principle of operation

is the kinematic location of an FEL lamp in the horizon-
tal position 50 cm from the input aperture of the irradi-

ance collector on a field spectroradiometer. Operation in

full sunlight is possible because the field calibrator is en-

closed in a light-tight shroud. The stray radiation from
the 1,000W FEL lamp is trapped within the unit, and

a fan maintains the temperature at about 150°C for the

plate closest to the lamp. The FEL lamp used in Lab V,

E007, was calibrated for operation in the horizontal posi-
tion prior to SIRREX-5. A photograph of the equipment

used in Lab V is shown in Fig. 16.

The field irradiance calibrator, when it is configured

for the UV intercomparisons, uses the field instruments
for the mechanical support. These instruments are self-

supporting, and they are tethered to concrete pads during

the intercomparison. A custom base plate and the mechan-

ical standoffs kinematically mate the UV spectroradiome-
ter to the field calibrator. Because the field radiometers

in the ocean color community are smaller and not self-

supporting, a set of support legs was designed for the field

calibrator, and a special base plate was made; the radiome-
ters were supported from the base plate. The design was

made kinematic by attaching a D-shaped mounting collar
3.81 cm from the front of the radiometer. The flat section

of the collar was aligned with the bluest channel in the set

of channels for each radiometer, which was usually the one

at 411nm. The receiving aperture in the field calibrator
base plate contained a step in the diameter and a set of

locking cams on the bottom of the base plate. Custom

spacers were used to fix the distance between the field ra-

diometers and lamp E007 at 50 cm. This general design

was used in the SQM (Sect. 6, and Johnson et al. 1998b).
The D-shaped collars were also used as a mechanical refer-

ence in the in-water and laboratory calibration activities.

The UV intercomparison control equipment for the field
calibrator did not require modification for SIRREX-5. The

lamp current was held constant using a calibrated shunt

resistor in series with the lamp. A Visual Basic computer

program (Microsoft Corp.) operating on a Toshiba lap-
top PC in the Windows environment, monitored the lamp

current as measured with the shunt resistor using the Gem

eral Purpose Interface Bus (GPIB) and a Hewlett Packard
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Fig. 16. PhotographtakenduringSIRREX-5of the absoluteirradiancefieldsource(LabV). The
experimentwaslocatedat Little SenecaLake,onthesouthwestsideof theparkinglot at theWSSC
pumpingstationbuilding.

(HP)digitalmultimeter(DMM)modelHP 3457. The
computerprogramrecordedthelampcurrentandvoltage
at regularintervals.Thegeneralprocedureis described
fully inWalkerandThompson(1994).

Thefieldirradiancecalibratorcontainsa mechanical
armlocatedmidwaybetweenthe lampmountandthe
baseplate.Circulardiscsareattachedto theendof the
armto blockthedirectirradiationfromthelampontothe
irradiancecollector.Themotor-controlledarmhastwo
positions,stowedandcentered;theseareselectedwitha
switch.In thecenteredposition,thediffuse,or ambient,
signalwasmeasured;andin the stowedpositionthere-
sponseto thestandardlampwasmeasured.Thesizeof
thediscwasdeterminedduringtheinitial alignmentpro-
cedureson23Julybyvisualinspectionoftheshadowcast
ontheradiometers.Thegoalwasto shadowallofthedif-
fusers(thereis onefor eachchannel)withouteliminating
all sourcesofscatteredradiation.Possiblesourcesof scat-
teredlight includetheedgesof theaperturesin thefield
calibratorlocatedbetweenthelampandthe baseplate,
andthemechanicallip at theouteredgeof theradiome-
ters. Theedgeof the blackdisc,however,mayalsobe

a sourceof scatteredradiation,whichmakesthisa diffi-
cult measurement.Theuseof this typeof on-axisbaffle
to recordbackgroundisrecommendedbecausethiscorre-
spondsto themethodusedforthecalibrationof theFEL
lampat NIST.

4.2 Daily Procedures
TheunitdesignatedUAIin Table2wasusedformost

of themeasurementsin LabV. Thisdownwelling,in-air,
irradiancesensorcontainedan integratedA/D unit, as
do themajorityof the SatlanticEs(0 +, A) sensors. The

power supply and data logger, along with the data acqui-
sition computer, were located in the Washington Subur-

ban Sanitary Commission (WSSC) building on the Little

Seneca Lake Dam. Custom data acquisition software, de-

veloped in LabVIEW (National Instruments) by the Sea-

WiFS Project, was used with a Macintosh PowerBook port-
able computer. The field calibrator was located between

the parking lot and the spillway on the southwest side of

the site. The daily temperature was probably about 30°C,

but no records were kept in Lab V. The SIRREX-5 par-

ticipants in Lab V assisted in the operation of the UV
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irradiance field source, operated the OCI-200 data acquisi-

tion program, and were instructed in laboratory practices
of field irradiance calibrations.

Before the first measurement was made, the lamp base

was aligned in the field calibrator using a lamp alignment

jig (mounted in the lamp holder) and a radiometer align-
ment fixture. This fixture consisted of an aluminum rod

with a threaded hole in one end and scribe lines on the

other end. An aluminum cup-shaped fixture, designed to

fit over the Satlantic radiometers, was attached to the end

of the rod. The dimensions of the cup were such that when

the scribe lines were flush and aligned to the cross hairs

on the lamp alignment jig, the radiometer would be the

correct distance and orientation with respect to the lamp.

The alignment procedure was verified using a wooden rod

that was 50 cm in length. The fixtures designed for the

Satlantic radiometers could have been produced for units

from the other manufacturers, but because the scope of

the measurements at SIRREX-5 was limited, this was not
done.

Table 17. Irradiance [E(A)] values at 50 cm from
the calibration of lamp E007, including the com-
bined relative standard uncertainties.

A E(A)
[nm] [#Wcm 2nm 1]
250

260

270

280

290

300

310

320

330

340

350

360

370
380

39O

4OO

45O

5OO

555

6OO

654.6

7OO

8OO

9OO

0.0193 1.1

0.0333 1.4

0.0547 1.1

0.0866 0.8

0.1303 0.81

0.1892 0.93

0.2685 0.76

0.3692 0.72

0.4898 0.72

0.6421 0.69

0.8254 0.64

1.039 0.66

1.290 0.70
1.573 0.67

1.882 0.69

2.243 0.77

4.491 0.67

7.441 0.65

11.44 0.67

13.95 0.73

17.09 0.72

19.29 0.70

22.40 0.58

23.41 0.66

channel directly under the base of the lamp. As the lamp

was warming up, the mechanical shutter was put in the

centered position. In some cases, the lens cap was left on

initially (or repositioned at the end of the measurement

sequence) and the background was recorded, generally for
2 min. Then the lens cap was removed, and as the lamp was

continuing to warm up, the ambient signal was recorded,

also for 2 min, and the shutter was moved to the stowed

position. Then, after about 15 min had elapsed, the signal

was recorded. In some cases, these data were stored in the

same data file, and in other cases, different files were used.

On 23 26 July, sensor UAI was measured with the field

calibrator. During the session on 26 July, UAI was rotated
in 120 ° increments to study the alignment sensitivity. Sen-

sor SAE was measured on 25 July, and GAI and PWI were

measured on 26 July. On 27 July, four sensors were mea-

sured: JWI, UWE, UWI, and GWE. Each of these eight

sensors had seven measurement channels, with common

wavelengths at 412, 443, 490, 509, and 555 nm. The other
two measurement channels were between 590 779 nm. For

all of the measurements with the field calibrator, the cur-

rent and voltage of E007 were stable, and were equal to the

values during the NIST calibration: 8.2 A and 109.3 V. The

lamp calibration data and relative standard uncertainties

are given in Table 17 as a function of wavelength. FEL

lamp E007, was measured for irradiance in a horizontal

position at 8.2 A and 109.3 V direct current (dc) using a

special setup which transferred the calibrated irradiance

from FASCAL (Early et al. 1998a).

4.3 Results

4.3.1 Analysis

The raw data from the Satlantic sensors were reduced

by using a custom written FORTRAN program, which
used the International Mathematical and Statistical Li-

braries (IMSL)t routine, UVSTA, for obtaining the means

and the standard deviations. A graphical routine was also

incorporated into the FORTRAN program for viewing the

raw data as a function of time, and the program could be

run in batch mode for rapid processing of all the data files.
In reducing the data, no effort was made at spike removal

because the contribution to the total uncertainty by the
random noise was deemed to be much smaller than the

uncertainty due to other factors.

The voltages on the silicon photodiode detectors on the

Satlantic irradiance sensors were digitized to counts by el-

ther an external or a built-in A/D converter at a sampling

rate of 6Hz. The mean counts, X(A), were found by aver-
aging over time:

Each day began with initializing the control systems for
the field calibrator and the irradiance sensors. The loca-

tion of the D-shaped collar was checked, and the radiome-
ter was mounted in the field calibrator with the bluest

_(A) 1 (9)
j--1

IMSL is a registered trademark of Visual Numerics, Inc.
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whereXj (A, t) is the sensor output, A is the detection wave-

length of the sensor channel, n is the total number of in-

dividual samples, and t is the time at the particular data

sampling. The standard deviation for the data set and the

uncertainty in the mean were determined from the Taylor

and Kuyatt (1994) procedures. The total signal, ST, is the

time-averaged signal found using (9), and the net signal,

SN, is given by

SN ST - B, (10)

where/3 is the average background signal. The background

or the offset signal can be found by either covering the irra-

diance sensor with a lens cap and thus, blocking all sources

of light, or by shuttering the direct line-of-sight from the

source to try to account for scattered light. The extra light

is due to the scattered radiation, as discussed in the be-

ginning of this section. The average capped background

signal is denote by /3c, and the average shuttered back-

ground is denoted by/js. Finally, the average calibration

coefficient, D, is obtained from the net signal, SN, and

the known irradiance, E(A), at a particular wavelength, A,

using

D SN

E(A) (11)
1

F

In the calibration data supplied with the radiometers, the
inverse of the calibration coefficient or the calibration fac-

tor, F, is given.
To determine the calibration coefficients for the irradi-

ance sensors, the irradiance values for E007, were fit using

a fifth order polynomial multiplied by a modified planckian
function:

E(A) (a 0 + alA + a2A 2 + a3 A3

+ a4A4 + asAS)exp(a6/A)/A 5 (12)

(Saunders and Shumaker 1977). The fit was performed us-
ing a nonlinear, least-squares fit routine in a commercial

graphics package (Microcal Origin). The fitting parame-

ters and the standard uncertainties in the best fit parame-

ters are shown in Table 18. Although the uncertainties in

the fitting parameters are sometimes larger than the pa-

rameters themselves, the fitting routine converged to the

same values for multiple fitting sessions for the same data.

The large uncertainties are probably due to having more

parameters than is needed for an optimal fit. The differ-
ences between the irradiances derived from the functional

fit and the calibrated irradiance values differed by less than

-t-0.3% in the wavelength range from 400 900 nm. The in-

terpolation was done at the sensor wavelengths obtained

from the owners of the radiometers, and the wavelength

values were usually the same as the values supplied by the

manufacturer at the time of purchase or recalibration.

Table 18. The fitting parameters used in perform-
ing the nonlinear least-squares fit of (12). With the
wavelength in nanometers, the irradiance calculated
from (12) is in units of #W cm 2 nm 1.

Parameter Value o-

a0 -8.507 x 1017 2.588x1019

al 2.273 x 1016 5.967×1016

a2 -6.700 × 1013 4.920×1013

a3 9.977 × 10 l° 4.455×10 l°

a4 --7.446 × 107 7.166×107

a5 2.209 X 10 4 2.941×104

a6 -4595 1726

On 25 July, two methods for subtracting the back-

ground were examined. Figure 17 plots the ratios of the

net shuttered signal divided by the net capped signal, or
--S --C --S --

SN:SN, where S N ST /38' and--c- SN ST -/3c, for
two different sensors: UAI and SAE.

For the UAI instrument, the different methods for back-

ground subtraction were examined over three consecutive

days 24 26 July, and on 25 July also under different rota-

tional mounting conditions (Fig. 17). Excluding the out-
--S

lier at 770nm for sensor SAE, S N is about 1.2% smaller
--C

than S N. The percentage standard deviations of the net
capped signal of 24 July for the UAI instrument are given
in Table 19. The decrease in the standard deviation with

increasing wavelength is due to the increased irradiance of

the lamp at longer wavelengths, which leads to larger net

signals. The values in Table 19 are also representative of

the percentage standard deviations for the measurements
done at later times and also for the SAE instrument.

Table 19. The relative standard deviation, (/ for
--C

SN, as measured by the UAI sensor on 24 ,July.

A [nm] [%]
411.2

442.8

489.6

509.5

555.3

589.0

665.5

0.37

0.26

0.16

0.13

0.09

0.08

0.06

On 24 26 July, the UAI instrument was mounted with

the shortest wavelength sensor oriented with the base of

the lamp, and the SAE instrument was mounted in the

same way. The wavelength value on the legend denotes

that the channel corresponding to that wavelength of de-

tection was mounted directly underneath the base of the

FEL lamp. Figure 17 shows that with the exception of a

single outlier at the 775 nm channel for the SAE sensor,

the net signal found by subtracting the shuttered back-

ground is, on average, 1.2% smaller than the net signal
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Fig. 17. The ratio SN:S N for sensors UAI and SAE. For sensor UAI, the ratios from 24 26 ,July are

shown, along with the ratios measured on 25 ,July as a function of rotation. A single ratio from 25 ,July
is shown for sensor SAE.

found by subtracting the capped background. There is,

in addition, a dependence of the amount of scattered light

on the angular orientation. If the channel is directly be-

neath the base of the lamp, a drop of nearly 1% occurs in

the net counts due to the additional scattered light. The

experiment points out that the

1) Amount of scattered light is dependent on the ro-

tational orientation of the irradiance sensor; and

2) Unless the capped background signals and the shut-

tered background signals are equal, the net signal

found by subtracting the capped signal overesti-

mates the true signal.

To determine the calibration coefficients in SIRREX-5, the

shuttered signals were used for background subtraction.

4.3.2 Repeatability

For monitoring the repeatability of a channel centered

at wavelength A, whether temporal or positional, the per-

cent deviation from the mean,

Xk(A) 100 ['_ k(A) 1]Lx(A)
(13)

is used with

3_(A) 1 E_k(A) ' (14)
k 1

where m is the number of measurement sessions, and X(A)
is the mean of the results for each measurement session.

A single irradiance sensor, UAI, was measured for four

consecutive days to determine the temporal stability of
the sensor and the reproducibility of the overall technique.
The sensor was taken off the mount after the measurement

and remounted each day. A plot of the variability of the

net capped signal, _c, referenced to the mean, over four
days is shown in Fig. 18. In placing the sensor on the field

calibrator, care was taken on each day to reproduce the

same orientation of the channels to the lamp. Figure 18
shows that the sensor was stable with an uncertainty less

than -t-0.5% over the four days. The percentage standard
deviation of each of the channel counts over the four days
is shown in Table 20.

Table 20. Values for (r' for the UAI sensor of the
--C

percentage difference from the mean for S N over
four consecutive days.

a [nm] _' [%]

411.2

442.8

489.6

509.5
555.3

589.0

665.5

0.13

0.15

0.27

0.50
0.24

0.15

0.11

4.3.3 Alignment Sensitivity

The sensitivity to angular alignment was tested in the
field calibrator by orienting a particular channel of the ir-

radiance sensor to directly view the base of the FEL lamp.
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Fig. 18. The percent difference of the individual net capped signal, from the average over four consec-
utive days. The measurements were made with sensor UAI.

Using (14), the percentage difference of the net shuttered

signal measured at three different orientations of the sensor

from the mean of the three measurements, S_, is plotted in

Fig. 19. The legend "411nm" corresponds to the orienta-

tion in which the sensor with a filter centered at 411 nm is

aligned with the base of the lamp. The irradiance unit was

rotated such that in turn, the 411 nm channel, the 490 nm

channel, and then the 555 nm channel was facing the base

of the FEL lamp. In all three configurations, the longest

wavelength (665.5 nm) channel remained at the center of

rotation. When the channel at 411nm is aligned with the

base of the lamp, an approximate 1.5% decrease in the

net signal is observed, and when the 490nm channel is

similarly aligned, almost a 2% decrease is observed. The

minimum in the ratio moves to 555 nm when that channel

is aligned with the base of the lamp.

Figure 19 shows that up to a 2% decrease in the mea-

sured irradiance occurs when a particular channel is aligned

with the base of the lamp. Table 21 shows that correspond-

ingly, the standard deviation for the measurements of the

sensor in the 665.5 nm channel, which is in the central po-

sition, has the smallest percentage standard deviation of

all the channels. The decrease most likely occurs because

the FEL lamp is not a perfect point source of light, and
the irradiance is not uniform over the entire face of the

OCI sensor heads.

Table 21. The relative standard deviation of the

percentage difference from the mean of the shut-
tered net signal for three different orientations of
the sensor UAI.

A [nm] [%]
411.2

442.8

489.6

509.5

555.3

589.0

665.5

0.68

0.43

1.02

0.69

0.94

0.55

0.30

The decrease in the net signal as a function of the an-

gular position is probably caused by two things. First, as
seen in Fig. 17 for the UAI sensor, the amount of scat-

tered light depends on the angular position, and increases

when the channel is underneath the base of the lamp. Fig-

ure 20 shows the data of 25 ,July from Fig. 17 plotted as
percent deviation of the individual ratios from the aver-

age ratio found using (14). The plot shows the angular

dependence of the scattered light. The standard deviation
of the three configurations for each channel is given in Ta-

ble 22, and shows that the smallest standard deviation is

found for the channel in the middle of the configuration.
Second, the variations in the lamp irradiance as a function

of the viewing angle also leads to changes in the total sig-

nal. From Fig. 20, it is estimated that about two thirds
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once.

of the drop in net signal in Fig. 19 is due to the increase

in the background signal, with the additional one third of

the drop coming from a decrease in the total signal.

Table 22. The

age difference of
for sensor UAI.

standard deviation of the percent-
the individual ratios from the mean

A[nm] [%]
411.2

442.8

489.6

509.5

555.3

589.0

665.5

0.49

0.23

0.56

0.26

0.58

0.41

0.08

4.3.4 Calibration

Figure 21 shows the ratio of the calibration factors (F)

determined using the field irradiance source, FFs, divided

by those determined in the NIST laboratory, FNL, for seven
different irradiance sensors. All the field calibrations were

done only once, with the exception of the UAI instrument,

which was measured on three different days and the av-

erage is plotted. A systematic decrease from 400 500nm

is seen. Part of the decrease is due to the angular depen-

dence of the net shuttered signal. The net signal when
the channel is directly beneath the base of the lamp is al-

most 2% lower than the channels away from the base, as

seen in Fig. 20. Because all the irradiance calibrations on

the field calibrator were done with the shortest wavelength
channel beneath the base of the lamp, the shortest wave-

length channel will have a smaller net signal and, thus,

a larger calibration factor than the other channels. With
the exception of a few outliers, this effect is clearly seen in

Fig. 21.

The effect on the calibration factor due to the angu-

lar positions of the channels can be compensated for by
multiplying the ratio, FFs :FNL, by the ratio of the net sig-
nal taken with the 411 nm channel beneath the base of the

lamp over the average signal from Fig. 20. The ratios of

the calibration factors for the UAI sensor, uncorrected and
corrected for the angular effect, are plotted in Fig. 22. The

effect of multiplying by the ratio of the net signal over the

average net signal is, in essence, that the net signal aver-

aged over the three different angular positions is used in
calculating the field calibration factor. Figure 22 shows

that the peak-to-valley variation is reduced, but not elimi-

nated, with a reduction in the percentage standard devia-

tion over all channels from 1.3% before the multiplication
of the ratio, to 0.8% percentage standard deviation with

the correction applied. The remaining dip in the ratios of

calibration factors could be also due to the sensitivity of
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Table 23. Relative standard uncertainties, in percent, for the irradiance calibration of the UAI instrument

using the UV field calibrator. These uncertainties are also applicable to the other irradiance sensors calibrated

using this device.

Component of Uncertainty

Lamp Irradiance

Interpolation

Lamp Current

Daily Reproducibility

Angular Variations

Alignment

Wavelength

Signal

A [nm]

411.2 442.8 489.6 509.5 555.3 589.0 665.5

0.72 0.69 0.66 0.66 0.68 0.71 0.71

0.30 0.30 0.30 0.30 0.30 0.30 0.30

0.08 0.07 0.06 0.06 0.06 0.05 0.05

0.13 0.15 0.27 0.50 0.24 0.15 0.11

0.49 0.23 0.56 0.26 0.58 0.41 0.08

0.42 0.42 0.42 0.42 0.42 0.42 0.42

1.51 1.22 0.91 0.80 0.60 0.48 0.29

0.37 0.26 0.16 0.13 0.09 0.08 0.06

RSSi Total 1.87 1.54 1.40 1.30 1.22 1.09 0.94

Root-Sum Square

the laboratory calibration factor to angular position, but

the dependence on the angle was not tested in the labora-

tory.

Finally, the total uncertainty of the field irradiance cal-

ibration coefficient can be estimated. As a representative

sensor, the instrument UAI was tested much more exten-

sively than the other sensors and the results from the sen-

sor are used as generic values. Other instruments tested

on the field calibrator are expected to have similar total

uncertainties.

Table 23 gives each component of the total uncertainty

for the UAI sensor for an absolute irradiance calibration

in the field. The uncertainty in the irradiance in the FEL

lamp operated in the horizontal position (Table 17) is based

on the analysis in Early et al. (1998a). The estimation of

the lamp irradiance at the measurement wavelengths of
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the UAI sensor is termed the "interpolation component of

uncertainty" in Table 23. The component of uncertainty

related to the lamp current is based on a systematic un-

certainty of 0.81mA (Early et al. 1998a) and the effect of

this uncertainty on the spectral irradiance (Appendb: D in

Early et al. 1998c). The effect of the random uncertainty

in the current is incorporated in the daily reproducibility
values.

The angular variations component of uncertainty is es-

timated using the standard deviation of individual mea-

surements (Table 22). For comparison, the models de-

scribed in Appendix D of Early et al. (1998c) were used to

estimate the uncertainty associated with a receiver aper-

ture greater than that used in FASCAL and the non-ideal

goniometric distribution of the lamp irradiance; the result

is 0.4%, in reasonable agreement with the observations.

The alignment component of uncertainty includes the

effects of the uncertainty in the distance, perpendicular-

ity between the lamp and the receiving aperture, and co-

alignment of these elements on the proper optical axis.

Again, the treatment presented in Appendb: D of Early et

al. (1998c) was followed. The estimated uncertainty in the

distance is 0.1cm, the degree of perpendicularity is 0.5 °,
the offset uncertainty in the lamp is 0.1cm, and the off-

set uncertainty in the central channel of the UAI sensor is
0.2 cm.

The uncertainty in the spectral irradiance calibration,

caused by the uncertainty in the wavelength of the UAI

sensor, is proportional to the product of the UAI wave-

length uncertainty and dE/dA (Early et al. 1998c, Ap-

pendb: D). The uncertainty in the sensor wavelengths is
estimated to be lnm, resulting in up to a 1.5% uncer-

tainty at 411 nm. Finally, the measurement uncertainty is

repeated from Table 19. The combined relative standard

uncertainty is given in the last row of Table 23; it is the

RSS of the individual components of uncertainty.

The results of the field calibration are given in Table 24

in terms of the calibration factors for Lab V, FFS. Note
that because GWE was not measured in the NIST labora-

tory, no comparison is made in Fig. 21. The values from

the field calibrator in Lab V, however, can be compared

to the manufacturer's data. Satlantic supplied the cali-

bration data for GWE in terms of the analog voltage, but

at SIRREX-5, the digital counts from an A/D unit were

recorded. The conversion factors for all of the A/D units

were determined just before SIRREX-5 using a precision

voltage source and were found to be linear over the range

of interest (Sect. 6), and these values were used to convert
the Satlantic calibration factors into the standard units.

The determined conversion from voltage to counts used is
0.153 mV count 1.

4.4 Discussion and Recommendations

The shutter method of determining the offset is the

same method used in the NIST calibrations and the plaque

laboratory (Lab VI), but it is not the typical method used
at Satlantic. All of the field calibrator data were reduced

using the mechanical shutter data. Based on Fig. 17, a dis-

crepancy of about 1.2% is expected between the Satlantic

and NIST methods of calibration (Sect. 7).

The calibrations performed at the FASCAL facility are

done over a 23mm diameter area at 50cm perpendicular

distance away from the front of the mounting post of the

lamp. The angular distribution of the irradiance is mea-

sured only under special request. The angular distribution

of the lamp irradiance varies from lamp to lamp, but the

latitudinal variations are more severe than in the longi-

tudinal variations (C. Gibson, pers. comm.). In order to

reduce the variations in the calibration factors, the opti-

mal solution is to measure each of the sensors in turn, each

aligned to the lamp. Because such alignment of the chan-

nels is difficult, one solution is to measure the signal at the

sb: different orientations of the sensor and use the averaged

counts over the six positions in reporting the calibration
factor.

5. PLAQUE LAB

The motivation of the plaque laboratory was to con-

tinue the investigation initiated in the earlier SIRREXs on

the procedure of using a standard irradiance lamp and a

Spectralon plaque to create a large area source of spectral

radiance. Several issues, including the uniformity of the ra-

diance, effects of scattered light, and values of the BRDF

for the plaque were discussed in SIRREX-4 (Appendix B in

,Johnson et al. 1996). The goal at SIRREX-5 was to estab-

lish an experimental system that was less likely to exhibit

common sources of bias as compared to the setup that was

used during SIRREX-4. Lab VI was also motivated by the

requirement to perform NIST radiance calibrations before

or after SIRREX-5 on the participating radiometers, and

to provide a method to investigate the stability of the radi-

ance calibration factors during SIRREX-5. Unfortunately,

the pre-SIRREX-5 radiance calibrations were invalid be-

cause of problems with the data acquisition system (Sect.

7.2). For all measurements in the plaque laboratory, the
SXR was used as a monitor of the spectral radiance.

5.1 Overview

The general design of Lab VI was similar to that im-

plemented in SIRREX-4 (,Johnson et al. 1996), but sev-
eral improvements were made. The plaque laboratory for

SIRREX-5 consisted of a new 60.96 cm, square, Spectralon

plaque (S/N 99240) mounted vertically in a frame that was

mounted on a motorized rotary stage. The vertical center-

line at the face of the plaque was aligned with the axis
of rotation. A rail made from aluminum channel was at-

tached to the rotary stage so that the angle between the

axis of the rail and the "normal" to the plaque was 45 ° ,

and the axis of the rail intersected the plaque at the axis
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Table 24. Calibrationfactorsfor eightirradiancesensors,asdeterminedin LabV, asafunctionofnominal
wavelength.TheunitsofFFs are nW cm 2 nm i count 1. The immersion coefficients are not included in these
calibration factors, so these are in-air values.

FFS

A [nm] GAI GWE PWI UAI

412

443

490

510

555

590

665

670

682

700

779

8.382× 10 3 4.552× 10 3 1.035× 10 2

9.925× 10 3 6.513× 10 3 5.039× 10 3 1.110× 10 2

9.822x 10 3 6.355x 10 3 5.003x 10 3 1.094x 10 2

9.105× 10 3 6.889× 10 3 4.886× 10 3 1.049× 10 2

1.010× 10 2 7.064× 10 3 4.413× 10 3 1.035× 10 2

1.030 × 10 2

1.003× 10 2 6.565× 10 3 1.046× 10 2

9.210× 10 3 7.185× 10 3

4.542 × 10 3

5.896 × 10 3

Table 24. (cont.) Calibration factors for eight irradiance sensors, as determined in Lab V, as a function of
nominal wavelength. The units of FFs are nW cm 2 nm i count 1. The immersion coefficients are not included
in these calibration factors, so these are in-air values.

FFs

A [nm] UWI UWB JWI SAG

412

443
490

510

555

590

665

670

682

700

779

1.009× 10 3 6.300× 10 3 6.138× 10 3 9.989× 10 3

1.053× 10 3 6.522× 10 3 6.369× 10 3 9.279× 10 3

1.065× 10 3 6.056× 10 3 6.247× 10 3 9.554× 10 3

1.150× 10 3 6.940× 10 3 6.590× 10 3 9.937× 10 3

1.216× 10 3 6.594× 10 3 6.779× 10 3 9.032× 10 3

1.121× 10 3 6.934× 10 3

1.125× 10 3 6.939× 10 3 6.901× 10 3 9.959× 10 3

6.622 × 10 3

8.908 × 10 3

of rotation. Sets of holes were drilled in the top of the rail
at selected distances, and a double V-block assembly was

mounted to the rail using matching holes in the base plate

of the double V-block, which held the radiometer to be
calibrated. A pair of motorized linear translation stages,

stacked together, were aligned perpendicular to the plaque.
An FEL lamp mount assembly was attached to the top lin-

ear translation stage. The SXt{ was mounted on a tripod

and viewed the center of the plaque, also at an angle of
45 ° , but from the opposite side of the lamp assembly as the

rail for the radiometers. The SXR was not moved during

SIRREX-5. All three motorized stages (from Aerotech),
were under computer control in the absolute mode.

Black cloth enclosed the entire area, which comprised
the area around a 1.2 × 1.8 m laser table. For the walls, ceil-

ing, and curtains on three sides, black and opaque photog-

rapher's dark-room cloth was used. A partition between
the lamp and the plaque was also constructed. The parti-

tion had a central square hole that resulted in direct illu-

mination of the plaque, with about 10 cm around the edge

of the plaque also illuminated (this flux fell on the black

curtain which was about 15cm behind the plaque). The

partition did not reach to the ceiling, but did block the di-

rect view of the illuminated portion of the ceiling from any

point on the plaque. The reflectance of the photography

cloth appeared adequate for photometry, but the reflection
in the near infrared is not known. The table was covered

with heavy black felt, and a piece of felt was draped over

the central hole for measurement of the diffuse (or ambi-

ent) background. The equipment stand with the Aerotech

stage control system was inside the enclosed area, and it

was also covered with black cloth. The equipment cart
for the SXR and the radiometers under test were located

outside the enclosed area.

The system was aligned in several steps. A Class III

HeNe laser was placed about 3 m from the plaque mount

using a four-axis mount attached to a large tripod. With
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the Spectralonplaqueremoved,a 60.96cm,square,alu-
minumplatewasplacedin theplaqueframe.Scribemarks
indicatedthecenterofthealuminumplate,andaglassmi-
croscopeslidewasplacedoverthecentralarea.Thelaser
wasadjustedtoliein thehorizontalplaneattheheightcor-
respondingto thecenterofthealuminumplate;theangle
ofincidencewasverifiedto be0° usingtheglassslide.The
stagewasrotatedbyup to +45° to ensurethat theaxis
of rotationwasat thefront face. Then,the FEL lamp
alignmentjig wasplacedin thelampmount,andthelin-
eartranslationstagesandthelampmountwereadjusted
until thelaserwascenteredwiththelampandperpendic-
ularto theglassfacein thelampjig for theentirerange
of linearmotion.Finally,the SXRandoneof thetest
radiometerswerealignedto thecorrectanglesbyrotating
theplaqueframeby+22.5°, andusingthereflectionofthe
laserfromtheglassslide.Thedistancebetweenthelamp
andthefrontofthealuminumplatewasmeasuredandthe
absolutepositionsof thestagesasgivenbythecomputer
control,werenotedforfuturereference.

ThedoubleV-blockheldeachoftheSatlanticradiome-
ters(listedin Table2) at thecorrectheight,andthesets
of holesin therail weredenotedbythehalf-anglefieldof
viewfromthat position:18° and10°, asdeterminedby
theverticaldimensionof theplaque.Thedistancefrom
theradiometerto theplaquewassetusingtheD-shaped
collarasamechanicalreference;it wasflushwithoneface
ofoneoftheV-blocks.

5.2 Daily Procedures

Thegeneralprocedurein LabVI wasto mountthe
OCR-200sensoratthe18° (half-angle)positionontherail,
setthelamp-to-plaquedistanceto aknownvalue(usually
about1.2m),andthenturn on the lamp. Asthe lamp
waswarmingup,thecentralsquareholein theclothpar-
titionwasblocked,orbaffled,usingasectionofblackfelt,
andthesebaffledvalueswererecordedasameasureofthe
backgroundcounts.After the lampwaswarmedup for
at least15min,the felt wasremovedandthetotal sig-
nalwasrecorded,with theplaquefully illuminated.Data
werealsoobtainedfor bothof theseconfigurationswith
theSXR.TheparticipantsinLabVI wereresponsiblefor
operatingtheSXRdataacquisitionsystem,theOCR-200
dataacquisitionsystem,andpreliminaryreductionofthe
data.

On23July,nousefuldatawereobtainedbecauseofthe
problemwiththedataacquisitionsystem(Sect.7). On24
July,the GWR,PWR,UWR,andJWRweremeasured
usingF332at adistanceof 122.6cm.UsingtheSXR,the
lamp-to-plaquedistancewasvariedto investigatethevari-
ationin radiance(expectedto beinverselyproportionalto
distance,i.e.,r 2). Data were obtained with the lamp at

distances of 1.5, 1.72, and 1.97m from the plaque. On 25

July, the SWQ, UWR, and PWR were measured and ad-
ditional r 2 measurements were performed with the SXR.

On 26 ,July, UWR and JWR were measured; JWR was ro-

tated about its optical axis to test for field-of-view effects.

5.3 Results

5.3.1 Analysis

In the radiance sensors, the output signals from the

photodiodes were converted to counts by an internal A/D
converter. In order to find the averages and standard de-

viations, the output counts were reduced using a custom

written FORTRAN program as described in Sect. 4.3. The

raw counts were averaged using (9) from Sect. 4.3, and
again, no effort was made to filter spikes in the data be-

cause other contributions to the uncertainty were deemed

greater. The net average signal, SN ST --B, was ob-

tained from the total signal, ST, by subtracting the average

background signal, B. The background signal was mea-

sured by blocking the lamp output by an on-axis shutter,

which cast a shadow over the entire plaque. The radiance
calibration coefficients were obtained from the net signal

using

D SN

Lc(A) , (15)
1

F

where D is the calibration coefficient, and Lc(A ) is the
calculated radiance.

The radiance values were calculated using the irradi-

ance from a calibrated FEL lamp (F332 in a vertical po-

sition at 7.9A and 111.8V de) normally incident on the
Spectralon plaque. The radiance, Lc(A), is calculated

from the known incident irradiance by using (,Johnson et

al. 1996, Appendix B)

Lc(A ) R(0°/45 °, A) E(A, 50 cm), (16)
7c

where A is the center wavelength of an individual chan-

nel, r is the distance of the plaque from the base of the

FEL lamp in centimeters, E(A, 50 cm) is the irradiance

measured at 50 cm, and is the directional/directional re-
flectance factor. The reflectance factor was not measured

by NIST for the large plaque because it would not fit into

the experimental apparatus without substantial modifica-

tions. Following the rationale presented in the SIRREX-4

document (,Johnson et al. 1996, Table B1), the reflectance

factor was estimated using the 8°/hemispherical (8°/h)
data provided by Labsphere at the time of purchase. The

relationship between the 0o/45 ° reflectance factor and the

8°/h reflectance factor is taken to be R(0°/45°,A) 1.02

R(8°/h,A). Because Spectralon plaques are not lamber-
tian, a different proportionality factor would be required

for other geometries.

The calibrated irradiance values from FASCAL, (Ta-

ble 25) were fit by a modified planckian function given by
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(12),andthefitted functionwasusedto interpolatethe
calibratedirradiancevaluesto thewavelengthof interest,
A.Theparametersusedin thefit andtheassociateduncer-
taintiesarelistedinTable26.Theinterpolatedirradiances
wereusedin (16)to calculatetheradiance.

Table 25. Thecalibratedirradiancevaluesfrom
FASCALfor lampF332in theverticalpositionat
7.9Aand111.8Vdc.

A E(A)
[nm] [#Wcm 2nm 1]
250

260

270

280

290

300

310

320

330

340

350

360

370
380

390

400

450

500

555

6OO

654.6

7OO

800

9OO

0.0175 0.72

0.0313 0.70

0.0514 0.67

0.0807 0.64

0.1214 0.61

0.1772 0.58

0.2499 0.54

0.3424 0.51

0.4574 0.49

0.5998 0.47

0.7702 0.44

0.9685 0.42

1.202 0.41
1.464 0.40

1.755 0.39

2.087 0.38

4.210 0.34

6.961 0.32

10.33 0.31

13.04 0.32

16.00 0.34

18.07 0.36

21.06 0.40

22.09 0.45

calculated radiance from (16), where

H(A) Ls(A) (17)
Lc(A ) '

is used to compare the NIST results with the Satlantic
calibrations.

The spectral radiances measured by the SXR were de-

termined from the net average voltages for each of the

six measurement channels using the measurements of the

shadowed and fully illuminated plaque. The SXR was used

with a gain of 10 for the measurements. The spectral radi-

ance, as measured by the SXR [LsxR(A)] was determined

using

YSXR(A ) SN(A) ]_10(A)

DsxR(A) ' (18)

where DSxR(A) is the calibration coefficient, kl0(A) is the
gain correction factor, and SN(A) is the net signal found

using (9). The values for DsxR(A), kl0(A), and the SXR
measurement wavelengths are given in Table 27. Because

the SXR was used on gain 10, there is a correction for the

gain factor of about 0.04%. Typically, separate SXR data

corresponded to each OCR-200 measurement. The SXR

measurements were time averaged over these intervals.

Table 27. SXR measurement wavelengths, calibra-
tion coefficients, and gain factors.

A DSXR(A) ] 10(A)
[nm] [Vcm2sr nm #W 1]

411.22

441.50

486.94

547.87

661.72

774.77

1.101185 0.1000351

1.468061 0.1000351

0.2442614 0.1000351

0.2425734 0.1000351

0.2604715 0.1000351

0.03013285 0.1000351

Table 26. The fitting parameters used to fit (12) to
the calibrated irradiances from FASCAL for lamp

F332 for use in (16). The units are the same as in
Table 18.

Parameter Value o-

a0 -6.447 × 1017 3.586 × 1019

al 2.273 × 1016 9.678 × 1016

a2 -6.857 × 1013 1.126 × 1013

a3 1.024 x 1011 4.085 x 1011

a4 -7.616 x 107 4.019 x 107

a5 2.253 x 104 2.279 x 104

a6 -4637 2062

In order to compare the Satlantic calibration versus

the NIST calibration for radiance, the measured radiance,

Ls(A) SN(A)/Ds(A) was first determined using the Sat-

lantic calibration factors, D s (A), and the net signal, SN (A).

The ratio H(A) is the measured radiance divided by the

5.3.2 Repeatability

Figure 23a shows the plot of the ratio found using (17)

for the sensor UWR measured over three consecutive days

from 24 26 July 1996. Between the daily measurements,

the sensor was dismounted and remounted on the holder,

and the translation stage with the FEL lamp was moved,

but was put back into the same position before each mea-

surement. Figure 23a indicates a trend in the measured
radiance over the three days. For the SXR, the ratio is

the spectral radiance measured by the SXR divided by the

calculated radiance,

H'(A) _sxR(A) (19)
Lc(A ) •

Figure 23b shows HI(A) does not change over the three day
interval. This indicates that the trend observed with the

UWR is probably due to variations in the alignment of this
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Fig. 23. The Lab VI radiance ratios, which are equal to the measured radiance divided by the radiance
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sensororchangesin its responsivity,notduetochangesin
otherfactors,suchasthepositionof the lamp,the irra-
diancefromthelamp,or themeasurementsof scattered
light.

Fora closerexaminationof the temporalstabilityof
UWR,thepercentagedifferencefromthemeanisplotted
using(13)and(14)fromSect.4.3.Figure24aisa plotof
thepercentagedifferenceoftheindividualratiosfromthe
meantakenfromFig.23a.Theincreaseoverthethreedays
isevident,andthepercentageofuncertainty,asestimated
fromthestandarddeviationoverthethreedays,isshown
in Table28.

Table 28. Thestandarddeviationofthepercent-
agedifferenceof theratiosH(A) from their mean
for the UWR instrument.

A[nm] [%]
411.2

442.7

489.4

509.6

555.2

589.7

665.7

0.64

0.69

0.63

0.72

0.57

0.67

0.60

There is also a corresponding increase in the statisti-
cal uncertainty in the net signal found from the RSS of

the relative standard deviation of the total signal and the

background signal over the three days of measurement. An

increase in the standard deviation on the third day is listed
in Table 29.

Table 29. The relative standard deviation of the

net signal of the UWR instrument for three days
during SIRREX-5.

A

[nm]
411.2

442.7

489.4

509.6

555.2

589.7

665.7

[%]
24 July 25 July 26 July

0.052 0.055 0.196

0.034 0.039 0.177

0.023 0.026 0.164

0.026 0.025 0.157

0.100 0.046 0.161

0.016 0.018 0.133

0.062 0.028 0.128

The SXR measurements have a far smaller spread in

radiance values (Fig. 24b). The standard deviations of the
SXR measurements are shown in Table 30 and are an order

of magnitude smaller than that of the UWR measurements.

By examining the raw data, some of the causes for the

change in the measured radiance become apparent. Fig-
ure 25a shows the total signal counts as a function of time

sequence for the 665.7 nm channel of the UWR sensor mea-

sured over three days. The discontinuity in counts at about

1,000 (arbitrary units) on the ordinate, corresponds to the

beginning of the measurement for the second day, and sim-

ilarly, the discontinuity at about 1,600 indicates the be-

ginning of measurements for the third day. Aside from the

increase in counts over the three days, there is a downward

drift of the counts on 24 July, and also an increase in the

random noise on 26 July. The baffled background signal

shown in Fig. 25b for the same channel, also shows dis-
continuities between the daily measurement sets, as well

as an increase in the noise on the third day. The other

channels for UWR at shorter wavelengths show the same

trends in the raw data, but with less drift on 24 July than

that seen in the 665.7 nm channel. Because the SXR gave

the same output voltages with the same measurement pre-

cision, the variability illustrated in Fig. 25 with the UWR

must be associated with the alignment of the UWR, its

internal electronics, or some other systematic effect.

Table 30. The standard deviation of the ratios

H'(A) for 24 26 ,July.

A [nm] [%]
411.22

441.50
486.94

547.87

661.72

774.77

0.074

0.055
0.009

0.060

0.016

0.024

During Lab VI, the PWR sensor was also calibrated

for radiance responsivity. On 24 July, the PWR instru-

ment was measured just before the measurement of the

UWR instrument; on 25 July, the PWR instrument was

measured just after the measurement of the UWR instru-

ment. Any changes due to the changes in the laboratory

conditions should be apparent in the radiance measure-

ments done with the PWR instrument. Figure 26a is a

plot of the ratio H(A) for the PWR instrument and shows

that, within the uncertainty of the measurement, the radi-
ance did not change over the two days. On the second day

the channel 6 signal changed by more than 5% during the

measurement interval, while the channel 5 signal was sta-

ble to within 0.03%. Also on the second day, the channel

7 reading remained near the background level, indepen-

dent of the illumination conditions. The radiance stability

in this spectral region is supported by the data from the

SXR as shown in Fig. 26b, which indicates constant values

for HI(A) between the two days.

Another check of the instrumental repeatability in Lab
VI are the measurements using the JWR instrument, which

was used immediately after the UWR instrument on both

24 and 26 ,July. Figure 27a illustrates the ratios H(A)

for these two days. The ratio increased on 26 July, from

less than 0.2% at the longest wavelengths to almost 1.5%

near 550nm. However, simultaneous measurements with

the SXR, plotted in Fig. 27b, show that the ratio HI(A)

decreased slightly on the second day.
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Theradiancemeasurements,whicharerepeatedover
threedayswith thedifferentcombinationofthreeinstru-
ments,indicatethatthetotalmeasurementuncertaintyin
LabVI is dependenton repeatabilityof thesensormea-
surements.Thetemporaloverlapof the measurements
with theSXReliminatesothercauses,suchassystematic
effects(lamp-to-plaquedistance,lampcurrent,andcon-
sistencyof ambientbackgroundmeasurements).Thetem-
poralvariabilityin theradiancemeasurementobservedin
theJWRandPWRinstrumentsisconsistentwiththeper-
centagestandarddeviationsinTable28.

5.3.3 Geometric Effects

TheSXRwasusedto measureradianceon 24July
forthreedifferentlamp-to-plaquedistances.Thedistances
weremeasuredusingthestandardreferencepoint,which
is thefrontof thepostsin thelampbase.In orderfor an
accurateapplicationof the r 2 scaling law to determine

the irradiance on the surface of the plaque, (16), the cor-
rect radiometric reference point should be used. In FEL

lamps, the diameter of the posts is 6.35 mm, and if the ill-

ament is centered over the mounting posts, the scaling law

[50.32/(r + 0.32)] 2 would seem appropriate (with r in cen-

timeters). With this radiometric offset, then the calculated

radiance from the plaque, using (16), will be larger than
that calculated using the front of the posts as the reference

surface. The bias increases with increasing lamp distance;

at 150, 172, and 197 cm it is 0.850.95%, respectively.
The ratios for the SXR measurements at these three

distances are shown in Fig. 28a. The radiance was calcu-

lated using the front of the posts as the reference surface.

The SXR data do not support an offset in the radiometric

distance of 0.32 cm (Fig. 28b). If variations in the other ex-
perimental parameters are assumed to be negligible, then

the relative ordering, from most positive to the most neg-

ative, of the values should coincide with the 197 cm to the

150 cm values. No clear pattern is evident. This result is

in contrast with other recent work. Biggar (1999) found
he could improve the standard deviations of fits of experi-

mental data by a factor of 10 using a scaling law modified

for a radiometric offset. This work involved irradiance, not

radiance measurements, and the lamp distance was varied

from 1 1.5m. Y. Ohno (pers. comm.) points out that
the actual radiometric distance offset may depend on the

filament structure of each lamp, because of coil shading el-

fects. An alternative explanation for the SIRREX-5 SXR

scaling law results is that the measurements were affected

disproportionately by scattered light at each of the three

distances. The uncertainty in the lamp-to-plaque distance

is not a likely source of error, because the precision was

a few micrometers and a small systematic offset does not

affect the predicted ordering of the values. Table 31 gives

the standard deviation of the results from Fig. 28b.
To determine whether the measurements were sensi-

tire to the changes in the viewing area on the plaque,

the JWR instrument was rotated about its geometric axis.

Typically, the Satlantic radiometers were mounted with

the shortest wavelength channel in the uppermost vertical

position. On 26 July, the JWR instrument was measured

with each of the channels in turn occupying the uppermost

vertical position. Any effect due to viewing a different area

on the plaque, however, was overwhelmed by the instru-

mental drift as shown in Table 32. Although the measure-

ments were taken immediately after one another, there is

an abrupt change in the standard deviation between mea-

surement sessions. For a single measurement set, the signal

in all seven channels drifted with identical shape in time,

although with different peak-to-valley amplitudes. A plot

of the data is not shown because any differences in the sig-

nal with rotational position were smaller than the observed

instrumental variability.

Table 31. The standard deviation of the percent-
age difference from their mean of the ratios at three
different distances.

A [nm] [%]
411.22

441.50

486.94

547.87

661.72

774.77

0.43

0.49

0.43

0.47

0.39

0.44

Table 32. The relative standard deviations, in per-
cent, from the JWR measurements on 26 July. The
column heading denotes that the particular channel
on the sensor was placed in the uppermost vertical
position.

A [nm] 412.4 443.5 490.6 509.1 555.9 665.4

412.4 0.11 0.24 0.34 0.35 1.64 2.15

443.5 0.06 0.22 0.31 0.33 1.53 2.00

490.6 0.05 0.19 0.28 0.29 1.38 1.79

509.1 0.04 0.18 0.27 0.28 1.33 1.73

555.9 0.06 0.17 0.24 0.26 1.23 1.59

665.4 0.02 0.14 0.21 0.22 1.03 1.33

682.1 0.02 0.13 0.20 0.22 1.01 1.30

5.3.4 Calibration

Because the calibration factor is the calculated radi-

ances divided by the net counts, the total uncertainty is
the RSS of the individual uncertainties in the radiances

and the net counts. The components of uncertainty are

given in Table 33; because all of the calibrations for the

radiance sensors by NIST were performed using the plaque

method, these uncertainties are appropriate for the NIST
calibration factors.

The uncertainty in the irradiance in the FEL lamp op-

erated in the vertical position (Table 25) is from the FAS-

CAL calibration. As in Sect. 4, there is an interpolation
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Table 33. Relativestandarduncertainties,in percent,for theradiancecalibrationof theUWRinstrument
usingtheplaquemethod.

Component of Uncertainty

Lamp Irradiance
Interpolation

Lamp Current
Irradiance Distribution

Plaque Reflectance

Alignment, lamp-to-plaque

Distance Scaling Law

Wavelength

Signal

A [nm]

411.2 442.8 489.6 509.5 555.3 589.0 665.5

0.37 0.34 0.32 0.32 0.31 0.32 0.34

0.30 0.30 0.30 0.30 0.30 0.30 0.30

0.02 0.02 0.02 0.02 0.02 0.02 0.01

0.88 0.88 0.88 0.88 0.88 0.88 0.88

0.87 0.87 0.87 0.87 0.87 0.87 0.87

0.45 0.45 0.45 0.45 0.45 0.45 0.45

0.30 0.30 0.30 0.30 0.30 0.30 0.30

1.51 1.22 0.91 0.80 0.60 0.48 0.29

0.64 0.69 0.63 0.72 0.57 0.67 0.60

RSS Total 2.16 1.98 1.78 1.76 1.61 1.61 1.55

component of uncertainty. Here, the component of uncer-

tainty related to the lamp current is based on a system-

atic uncertainty of 0.15 mA and a random uncertainty of

0.18 mA (Early et al. 1998c).

The models described in Appendix D of Early et al.

(1998c) were used to estimate the uncertainty associated
with a receiver aperture greater than that used in FASCAL

and the non-ideal goniometric distribution of the lamp ir-

radiance. In this case, the receiver aperture is the area of

the illuminated plaque viewed by the Satlantic radiometer.

The effect of a 1.5% uncertainty in the plaque reflectance

factor was modeled according to a uniform probability dis-
tribution.

As with the field calibrator, the alignment component

of uncertainty includes the effects of the uncertainty in

the distance, perpendicularity between the lamp and the

receiving aperture, and co-alignment of these elements on

the proper optical axis. Again, the treatment presented

in Appendix D of Early et al. (1998c) was followed. The

estimated uncertainty in the distance is 0.2 cm, the degree

of perpendicularity is 0.5 ° , the offset uncertainty in the

lamp is 0.1cm, and the offset uncertainty in the central

channel of the UWR sensor is 0.3 cm. As in Sect. 4, the

uncertainty in the sensor wavelengths is estimated to be

lnm, resulting in up to a 1.5% uncertainty at 411nm.

The final component of uncertainty in Table 33 corre-

sponds to the measurement precision. The standard de-
viation of the UWR results for the three measurement

days are given; these values will be different for other sen-

sors, but the other components of uncertainties in Table 33
should be constant. Table 34 lists the calibration factors

for the sensors measured in Lab VI. The wavelengths are
nominal values for the individual channels.

6. ADDITIONAL TOPICS

This section summarizes the remaining two SIRREX-5

laboratory sessions, Lab VII with the SQM, and Lab VIII

"Selected Topics." The irradiance lamp calibrations and

the A/D measurements are also discussed.

6.1 SQM

The SQM was developed as a portable field source to

monitor the stability of sensors such as the Satlantic OCR

and OCI series during ocean cruises (,Johnson et al. 1998b).
The performance of the SQM during the third Atlantic

Meridional Transect (AMT-3) cruise is reported in Hooker

and Aiken (1998), where the stability of the field radiome-
ters was established to be 1% or better. During SIRREX-5,

which took place two months before the AMT cruise, the

SQM was used in Lab VII to monitor the stability of the

BSI radiometers CAI, CWI, and CWR over a four day

interval. All measurements took place at Little Seneca
Lake. The enclosed interior of the truck, which was rented

to transport equipment from NIST to Little Seneca Lake,

served as the SQM laboratory. The truck and SQM elec-

tronics module are visible in Fig. 16. The objective of Lab
VII was to provide additional experimental data on the

SQM and to demonstrate the operation and utility of a

portable field source.

The SQM contains three internal filtered detectors, one
is broadband and the other two are centered at about

425nm and 625nm. During SIRREX-5, the filters and
detectors in the internal monitor detectors were stabilized

to 40°C using the SQM temperature controller. The two

sets of lamps in the SQM were set to constant current val-

ues of 3.15 A and 0.961A, respectively. Each set of lamps
contains eight bulbs. The voltage drop across each lamp

was recorded each day; the standard deviation of these

readings was 4.5 mV for the high-current set, and 2.4 mV

for the low-current set. During the measurements with the

CAI, CWI, and CWR sensors, the three internal detectors
were stable to within 0.3%.

As for the CAI, CWI, and CWR sensors, the output of

the SQM was too low for the channel at 380 nm; improve-

ments to the SQM would have to be made before it could
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Table 34. Thecalibrationfactorsmeasuredat NIST,in unitsof #Wcm 2nm i count 1. The instrument
GWR was measured only once, and the others are averages of two (JWR and PWR) or three (UWR) separate
measurements.

_L

A[nm] UWR JWR PWR GWR SWQ

411

443

490

510

555

590

667

683

9.373 × 10 5 1.913 × 10 4 1.400 × 10 4 5.245 × 10 4 9.827 × 10 5

9.650 × 10 5 1.680 × 10 4 8.542 × 10 s 5.355 × 10 4 9.247 × 10 5

8.795 × 10 5 1.721 × 10 4 5.698 × 10 5 5.994 × 10 4 9.285 × 10 5

9.451 × 10 5 1.923 × 10 4 5.697 × 10 s 5.605 × 10 4 5.819 × 10 5

9.105 × 10 5 1.859 × 10 4 5.162 × 10 s 5.883 × 10 4 5.468 × 10 5

8.417 × 10 5

5.697× 10 5 1.002×10 4 3.620× 10 5 6.126×10 4 3.711×10 5

1.325×10 4 3.636× 10 5 5.305×10 4 3.819×10 5

be used below about 400 nm. The output of the SQM was
also rather low for the broadband photosynthetically avail-

able radiation (PAR) channels in CAI and CWI, with net

signals below 100 mV. Also, useful data were not obtained
with the 683 nm channel of CWR. Figure 29 gives the re-

sults obtained from the measurements with CAI, CWI,

and CWR with the SQM. For each measurement channel,
the results of the four days of measurements were aver-

aged; these averages were used to normalize the results

at each channel. The standard deviation of these averages
was between 0.5 1.5%, except for the PAR channels, which

produced standard deviations of 0.1% and 0.5% for CAI

and CWI, respectively. For CAI and CWI, the 31 July
measurements were between 1 1.5% higher than the other

three days.

Immediately after SIRREX-5 (31 July to 3 August), in
preparation for the AMT cruise, the SQM was used with

GWI, PWI, GAI, PWR, GWR, SWQ, and GWE at NIST.

The results are reported in Shaw et al. (1997). Then, after
some minor modifications (a new lamp ring and a change

in the gain of the internal detector's amplifier), the SQM
was used in the AMT-3 cruise.

6.2 Lab VIII

The objective of Lab VIII ("Selected Topics") was to

illustrate topics in radiometric calibration that are some-
times neglected or not considered. Practically speaking,

Lab VIII was necessary to provide a relevant activity for all
of the eight groups on every afternoon during SIRREX-5.

During the first day, 23 July, the Lab VIII activity

consisted of using an irradiance detector mounted on an

x,y translation stage to map the irradiance distribution
of an FEL standard lamp. This study is relevant to the

use of large diffuse plaques, illuminated by a standard of

spectral irradiance, to produce known values of spectral
radiance. The concept is simple: mount the radiometer on

the translation stages some distance from the lamp, with

the plane of the two-dimensional scan perpendicular to the
optical axis of the radiometer. The lamp and the radiome-

ter are aligned so that scanned array is centered on the

lamp. The method consists of acquiring repeated scans

(e.g., in the horizontal, or x direction) at different verti-
cal locations. After each horizontal scan, the radiometer

is positioned at the central location to monitor the stabil-
ity of the lamp. The spatial uniformity of the irradiance

distribution should be incorporated into the calculation of

the spectral radiance from an illuminated diffuse plaque

[e.g., Heath et al. (1993)].
On 24 and 26 July, Lab VIII took the form of a mini-

workshop. A summary of the SOOP (Mueller and Austin

1995), published in the Sea WiFS Technical Report Series,
was used as the starting point of the discussions. On

24 July, the session concentrated on in-water radiometry,
specifically buoys and moorings. On 26 July, the topic was

above-water radiometry. An additional session on labora-

tory calibration protocols was planned for 29 July, but the
field site restoration was performed instead.

On 25 July, a commercial illuminance meter was taken

to the in-air site at the NIST pond for Lab VIII. Be-
cause the spectral response function in illuminance meters

is known, the concept was to compare the measured illu-

minance to the value expected from the downwelling spec-
tral irradiance, thus providing an additional verification

of the accuracy of the irradiance sensors. The values for

Es(0 +, A) were supplied by temporally simultaneous SAI
data (the grating instrument), and the participants had

the opportunity to analyze the data.

6.3 A/D Calibrations

A standard procedure at NIST for characterizing Si,

Ge, or InGaAs radiometers is linearity measurements of

the transimpedance amplifier. This amplifier converts the
photocurrent from the detector to a voltage, usually with

selectable gain. The analog voltage is then digitized by

a commercial DMM. For the linearity measurements, the
photodiode is replaced with a precision current source, and

the radiometer is designed to exercise this option. Under
computer control, the voltage produced by the amplifier is

measured for the full range of relevant input currents. The

commercial DMM is calibrated annually.
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Fig. 29. Variations in the net signals for the field sensor measurements with the SQM. For each

wavelength or channel, the results for each of the four days, normalized by the average, are plotted. In

a) and b), the variations recorded by the sensors CAI and CWI, respectively, for each measurement

wavelength are plotted as a function of wavelength. The broadband PAR channel is plotted at 650 nm

for the purpose of illustration.

48



,Johnson, Yoon, Bruce, Shaw, Thompson, Hooker, Barnes, Eplee, ,Jr., Maritorena, and Mueller

©

1.015

1.010

1.005

1.000

0.995

0.990

c)

o

[]

V

0

[]

_7

Z_

Z_

Zk

V

Z_

zx 8 []
8 o

[] 25 July

0 26 July

ZX 27 July

V 31 July

I I I I I I I I I

400 420 440 460 480 500 520 540 560 580 600

Wavelength [nm]

Fig. 29. (cont.) Variations in the net signals for the field sensor measurements with the SQM. For
each wavelength or channel, the results for each of the four days, normalized by the average, is plotted.

c) The variations recorded by CWR are plotted as a function of wavelength.

The field radiometers studied at SIRREX-5 are sim-

ilar in design, except that the commercial multimeter is

replaced by an A/D circuit which is housed in a water-

tight container, and the transimpedance amplifier could

not be separated from the detector for electrical character-

ization. Only the performance of the A/D units (Table 3),

therefore, was assessed using the NIST amplifier linearity

setup. A precision voltage source (Keithley model 263),

under computer control, was substituted for the computer-

controlled current source. The output voltage, represent-

ing the output of one channel in the Satlantic OCR or OCI

sensors, was input to the A/D unit [Satlantic model OCP

or the Multichannel Visible Detection System (MVDS)];

the digital counts corresponding to this voltage were re-

corded by the SAS-II data acquisition system. Satlantic

provided a pigtail cable for the interface between the Keith-

ley voltage source and the A/D units. At the same time,

the output voltage from the Keithley voltage source was

input to an HP 3458A DMM and recorded using custom

data acquisition software in QuickBasic (Microsoft Corp.).

Regression of the voltage recorded by the 3458A and the

digital counts is a measure of the linearity of the A/D unit.

The analysis of the data was complicated by extrane-

ous values that were recorded as the NIST amplifier linear-

ity program was changing the voltage; there was no syn-

chronization between the two systems. Figure 30 shows,

as an example, the regression for the L1 A/D (OCP-100,

number 004); the voltage step was 50mV, resulting in

101 data points. Only the data for the Ed(A) port of
L1 are shown, and not every point for each of the seven

channels is plotted. The linear correlation coefficient was
equal to unity for the seven channels shown in Fig. 30.

Averaged over the seven channels in L1 for the Ed(A)

port, the offset is 32,769.9-t-1.7 counts and the slope is
6,549.48-4-0.53 counts V 1. The results for the L_(A) port
in L1 and the other units were similar in terms of the de-

gree of linearity exhibited by the A/D units.

6.4 Lamp Calibrations

One of the prime objectives in previous SIRREXs was

to intercompare the standards of spectral irradiance, e.g.,

FEL-type lamps used by various laboratories to calibrate
irradiance and radiance sensors (using the plaque method).

At SIRREX-1 to SIRREX-3, this proved to be a time con-

suming activity, although with careful work and repeated

calibrations of the transfer radiometer (a single-grating
scanning monochromator), a transfer uncertainty of about

1% was achieved (Mueller et al. 1996). SIRREX-4, which
took place at NIST and emphasized training and demon-

stration of protocols, offered no opportunity for lamp in-

tercomparisons.
A compromise was offered for SIRREX-5, in response

to the observation that the standard lamps were being ne-

glected: FASCAL was scheduled for spectral irradiance

49



The Fifth SeaWiFS Intercalibration Round-Robin Experiment (SIRREX-5), ,July 1996

70000

o

65000

o

60000

o

55000

50000

45000
0

40000

o

35000

30000

[]
[]

[] Channel 1

O Channel 2

A Channel 3

V Channel 4

O Channel 5

+ Channel 6

X Channel 7

So S

I I I I I I

0 1 2 3 4 5

Input Voltage [V]
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calibrations for July 1996, so the participants could hand-

carry their lamps to and from NIST. The cost of the cal-

ibration was not altered or reduced, and the production

of the calibration report was not altered from the normal

procedures, so the prime benefit was the hand delivery and

the opportunity to visit FASCAL. The purchase orders for

the lamp calibrations were due prior to SIRREX-5.

Only two laboratories took advantage of the opportu-

nity to hand-carry lamps to and from NIST: MLML and

Satlantic. The group at MLML is part of the NOAA

MOBY project. MLML sent two lamps, one of which ar-

rived damaged and was not calibrated. Satlantic sent one

new lamp, F-409, which was calibrated by Optronic Lab-

oratories, Inc. (OL) on 25 April 1996. The undamaged

MLML lamp, F-307, participated in SIRREX-1 (Mueller

1993), SIRREX-2 (Mueller et al. 1994), and SIRREX-3

(Mueller et al. 1996). Lamp F-307 acquired 25.6 h since its

last calibration at SIRREX-3.

Each lamp was measured three times on FASCAL by

comparing it to three different primary working standards

(see Walker et al. 1987 for a description of FASCAL). The

spectral irradiance at 50cm distance, from 350 900nm

(beginning at 900 nm) was determined separately for each

lamp. As is standard practice on FASCAL, the lamp cur-

rent was set using a calibrated shunt resistor, the voltage

drop across the lamp was monitored, and the output of

the primary working standards and the test lamps were

recorded by ancillary filter radiometers (a photometer and

a UV radiometer).

Figure 31 shows the history of F-307. The lamp was

supplied by OL; they calibrated the lamp in June 1992.

These data from OL are used to normalize the results; the

quantities plotted correspond to the SIRREX result minus

the OL result, divided by the OL result. The change in

F-307 between SIRREX-3 (which used the portable single-

grating monochromator), and SIRREX-5 (which used FAS-

CAL), is between 0.5 1%.

7. NIST CALIBRATIONS

One of the essential activities at SIRREX-5 was the cal-

ibration and characterization of the radiometers listed in

Table 2 by NIST personnel using NIST methods, calibrated

sources, and detectors. The comparison of these NIST

calibration coefficients to those provided by the owner of

the sensor is one indicator of the accuracy of the radiome-

ters, although there are many other factors that must be

considered when reducing and analyzing in-water or in-air

radiometric data. The NIST laboratory calibrations also

provided a method to determine the repeatability and re-

producibility of the instruments by performing multiple

measurements in the laboratory on different days and by

using the field calibrators, such as the UV Intercomparison

Field Calibrator.
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7.1 Overview

The calibrations were limited by the resources available

(time, NIST personnel, and the use of NIST facilities) and

the existing capabilities at NIST (e.g., no in-water char-

acterization facilities). The wavelength accuracy of the

PS2-903 units was determined using a HeNe laser, and

gas discharge sources (Ne and Hg). The relative spec-

tral responsivity of the filter radiometers was not deter-

mined, because these measurements require many hours

of data acquisition and analysis, e.g., about 170 h of data

acquisition was required for full spectral characterization

of the SXR (Johnson et al. 1998a). The irradiance sensors

were calibrated using a standard lamp (FEL lamp F332)

at 50 cm. The radiance sensors were calibrated using the

plaque method, in the same facility as described in Sect. 5

(Lab VI).

The irradiance and radiance calibration facility was de-

signed to be compatible with the plaque laboratory (Lab

VI) so that the in-air sensors (Lab III) could be calibrated

in the mornings while the meeting activities were in ses-

sion elsewhere. Kinematic design of the mounts and the

use of the accurate translation stage were implemented, to

produce rapid and accurate results.

As described in Sect. 5, the plaque laboratory consisted

of a 60.96cm, square, Spectralon plaque mounted verti-

cally in a frame on a motorized rotary stage. A motor-

ized linear translation stage assembly with an FEL lamp

mount assembly was aligned perpendicular to the plaque;

the SXR measured the plaque radiance with a viewing an-

gle of 45°; and the test radiometer measured the plaque

with a viewing angle of -45 °. The same double V-block

and rail system that was used in Lab VI for the Satlantic

radiometers was used for the PS2-903 and BSI radiome-

ters. The double V-block, however, was designed for the

Satlantic and PS2-903 radiometers; there was no holder

for the BSI radiometers because of a planning oversight.

The PS2-903 units were mounted onto the double V-block

mount at the correct height using an adapter plate, but the

height of the BSI radiometer CWR was above the center of

the plaque. For the CWR calibrations, the lamp was raised

as much as possible, resulting in an offset of about 0.2 cm,

which caused a negligible bias in the radiance calibration.

Because evidence at the past SIRREXs indicated that

interreflections are a major source of bias in the plaque

method of generating a source of known radiance, care

was taken to eliminate extraneous sources of radiation. As

mentioned in Sect. 5, black cloth was used to cover the

walls, ceiling, and laser table, and to separate the area

around the laser table from the rest of the laboratory.

Only the plaque and a small area around the plaque were

illuminated, and the diffuse component of the signal was

measured by draping a cloth over the hole in the opaque

partition between the lamp and the plaque (Sect. 5).

The irradiance calibrations were performed using a sec-

ond double V-block assembly which could be placed on the
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Table 35. Relative standard uncertainties, in percent, for irradiance calibrations of the filter radiometers in
the NIST laboratory using lamp F332.

Component of Uncertainty

Lamp Irradiance
Interpolation

Lamp Current
Irradiance Distribution

Alignment

Wavelength

Signal

A [nm]
411.2 442.7 489.4 509.6 555.2 589.7 665.7

0.37 0.34 0.32 0.32 0.31 0.32 0.34

0.30 0.30 0.30 0.30 0.30 0.30 0.30

0.02 0.02 0.02 0.02 0.02 0.02 0.01

0.41 0.41 0.41 0.41 0.41 0.41 0.41

0.47 0.47 0.47 0.47 0.47 0.47 0.47

1.51 1.22 0.91 0.80 0.60 0.48 0.29

0.26 0.18 0.11 0.09 0.07 0.05 0.04

RSS Total 1.72 1.46 1.20 1.10 0.97 0.90 0.83

laser-lamp-plaque axis using a kinematic mount attached

to the laser table. The height was fixed so that once the

kinematic mount was positioned correctly, the fixture did
not have to be realigned for each irradiance calibration.

The rotational position of the irradiance sensors was fixed

with the shortest wavelength channel in the highest ver-

tical position. To reduce scattered light, the plaque was

covered with a plastic bag t and then covered with black

cloth. The linear translation stages were moved to the

correct position to result in the desired 50 cm separation
between the lamp and the irradiance collector. The dis-

tance was measured to the front of the diffuser, which was

on the optical axis, and this distance was made repeatable

using the D-shaped mounting ring. The distance from the

front of the sensor to the front face of the ring, however,

had to be increased by 0.74cm to mount the calibration
V-block, and then set back to the position used for the

field measurements. More thorough planning would have

avoided this extra step.

The BSI irradiance sensors were calibrated using the

irradiance V-block, however, as with the CWR sensor, the

increased diameter required an adjustment in the lamp

height, with the final height of the lamp also about 0.2 cm

too low. The resulting bias is calculated to be 0.28_.

For the irradiance calibrations, the diffuse component
of the signal was measured by placing a cylindrical tube,

covered with black cloth, between the lamp and the irradi-
ance sensor. The location of this on-axis baffle was chosen

so that the shadow was cast over all of the irradiance col-

lectors, while keeping the size of the shadow as small as

possible.
Typical uncertainties for the radiance calibrations us-

ing the plaque method are given in Table 33. The uncer-
tainties for the irradiance calibration are similar to those

for the field unit, and are detailed in Table 35 for the filter

t The use of plastic or other material containing hydrocarbons
with diffuse plaques made from Spectralon or pressed polyte-
trafluoroethylene is known to alter the reflectance, especially
in the ultraviolet (Y. Barnes, pers. comm.), but suitable al-
ternatives were not readily available at SIRREX-5.

radiometers calibrated during SIRREX-5. The distance

between the lamp and the diffuser was 504-0.1 cm. For the

measurement uncertainty, the average of the experimental

standard deviations for the same wavelength in the OCI-
200 sensors was used.

7.2 Daily Procedures

7.2.1 Satlantic Radiometers

A group of irradiance sensors (GWI, PWI, UWI, UWE,

JWI, GAI, UAI, and SAE) were calibrated using F332

on 18 and 19 ,July. The A/D unit was L1 for all except

UAI and SAE, which were integrated with MVDS-16 and

MVDS-17, respectively. On 30 July, the laboratory cali-

bration was repeated. All of the other units, except GAI,

were also calibrated in the UV Intercomparison field irra-

diance calibration (Sec. 4). Unit GWE was only calibrated

using the field calibrator.

On 20 July, the laboratory was configured for the radi-

ance calibrations using the large NIST Spectralon plaque.

Four radiance sensors (GWR, PWR, JWR, and UWR)

were measured, although unsuccessfully. As with the ir-

radiance calibrations, the A/D L1 was used in conjunction

with custom software in LabVIEW for the Macintosh op-

erating system. On 18 20 July, this custom data acquisi-

tion system operated properly for the irradiance sensors,

but not for the radiance sensors, so no data were recorded.

The entire sequence of radiance measurements and the first

full day of the Lab VI, on 23 July, was completed before

the problem was discovered, in part because the software

did not display the real time results during the measure-

ment procedure. The problem was corrected on 24 July,

but there was no time after SIRREX-5 to repeat all of

the radiance calibrations. Therefore, for these four criti-

cal downwelling radiance sensors, as well as the SWQ, the

only calibration data available is from the Lab VI (Sect.

5).
The SAS-II system (composed of the GAE and the

GAR sensors, the A/D units, and the PC), was calibrated
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twiceduringSIRREX-5.On18and25July,GAEwascal-
ibratedfor spectralirradianceresponsivity.On20and24
July,GARwascalibratedforradianceresponsivity.These
datawereobtainedusingtheSatlanticacquisitionprogram
that runsunderMS-DOSusingtheoptionto savethere-
sultsasrawcounts,not in physicalunits(irradianceor
radiance).Thepurposeof therepeatmeasurementswas
to assesstherepeatabilityof theSAS-IIsystem.

7.2.2 BSI Radiometers

On30,July,aftertheirradiancecalibrationofGWI,the
lampwasraisedto within0.2cmof thelongitudinalaxis
oftheBSIsensorsCAIorCWI,asexplainedabove.On31
July,thelaboratorywasreconfiguredforradiancecalibra-
tionsandCWRwascalibrated.CWRwasrotatedabout
theopticalaxisin 90° steps,repeatingwith thestarting
position,to assessgeometriceffects.

7.2.3 ASD Spectrometers

A testof thewavelengthcalibrationof theASDspec-
trometers,with theirradianceunitSAI,wasperformedon
16JulyusingaHeNelaser,andHgandNeemissionline
sources.Theaccuracyofthewavelengthcalibrationaffects
theinterpretationofthespectralirradiance,radiance,and
reflectancedata,especiallyif thesequantitiesvaryrapidly
withwavelength.

On 18July,the SAIunitswerecalibratedfor irradi-
anceresponsivityusingF332.Thesequenceof measure-
mentconsistedofacquiringonescanoftheshutteredback-
ground(thediffusecomponent)whilethelampwasat full
operatingcurrent,but notfully stabilized,thenfivescans
of the totalsignal15min later. On 22and25July,the
irradiancecalibrationfor theSAIwasrepeated.Thera-
diancecalibrationfortheSARwasperformedon24July
with theunitmountedin the18° position.

7.3 Results

7.3.1 Satlantic Radiometers

TheNISTcalibrationfactorsfortheOCI-200radiome-
tersGWI,PWI,UWI,UWE,JWI,GAI,UAI,andSAEare
giveninTables3643. ThefactorsforGWEaregivenin
Table44,althoughthesewereobtainedusingthefieldcal-
ibrator,becausenolaboratorymeasurementsweremade.
Therawdatawereanalyzedfollowingproceduressimilar
to thoseoutlinedinSect.4 fortheUVfieldcalibrator.The
tablesstatethemeasurementwavelength,thecalibration
factorsuppliedbytheowneroftheradiometer,theNIST
calibrationfactor,andtheratioofthetwocalibrationfac-
tors.

SensorGWI wascalibratedby Satlanticon26June
1996.ThecalibrationfactorsF s are given in Table 36. The

agreement with the NIST calibration factors, FNL, is good,

with the mean ratio F s:FNL equal to 0.9994-0.012 with a

maximum disparity of 2%. Sensor PWI was calibrated by

G. Moore; the PML calibration factors FpML are given
in Table 37. Comparison with NIST gives a mean ratio of

FpML :FNL equal to 0.9804-0.018 with a maximum disparity

of 5% at 700 nm. Sensor UWI was calibrated by Satlantic

on 15 June 1996; the calibration factors F s are given in

Table 38. The mean ratio Fs:FNL is equal to 0.9984-0.013

with a maximum disparity of 2.3%. Sensor UWE was also

calibrated by Satlantic on 15 June 1996; the calibration

factors F s are given in Table 39. The mean ratio Fs:FNL

is equal to 0.9974-0.012 with a maximum disparity of 2.2%.
Sensor JWI was calibrated at the Joint Research Cen-

tre (JRC) by G. Zibordi; the calibration factors FjRc are
given in Table 40. The mean ratio FjRc:FNL is equal to

0.9994-0.014 with a maximum disparity of 2.5%. Sensor

GAI was calibrated by Satlantic on 26 June 1996; the cal-

ibration factors F s are given in Table 41. The mean ratio

Fs:FNL is equal to 0.9994-0.011 with a maximum dispar-

ity of 1.8%. Sensor UAI was calibrated by Satlantic on

15 June 1996; the calibration factors Fs are given in Ta-

ble 42. The mean ratio Fs:FNL is equal to 0.8894-0.011

with a maximum disparity of 12.7%. The reason for the
overall discrepancy is not known. Sensor SAE was cali-

brated by Satlantic on 12 June 1996; the calibration fac-

tors F s are given in Table 43. The mean ratio F s :FNL is

equal to 0.9814-0.018 with a maximum disparity of 4.5%.

Sensor GWE was calibrated by Satlantic in terms of the

output voltage on 18 March 1996. Using the A/D calibra-

tion data from the NIST SIRREX-5 values, the net counts

during the NIST calibration were converted to voltages

for comparing them to the Satlantic results. Channel 1 at
411.5 nm saturated during the NIST measurements and no

value for FNL is reported. The mean ratio F s :FNL is equal
to 0.9804-0.016 (Table 44) with a maximum disparity of
4.0%.

The NIST calibration factors for the OCR-200 radiome-

ters GWR, SWQ, PWR, UWR, and JWR from the plaque

laboratory are given in Tables 4549. The raw data were

analyzed as described in Sect. 5 for the plaque laboratory.

The tables list the measurement wavelength, the calibra-
tion factor supplied by the owner of the radiometer, the

NIST calibration factor, and the ratio of the calibration
factors.

The GWR sensor was calibrated by Satlantic on 26

June 1996; the calibration factors F s are given in Table 45.

The mean ratio Fs:FNL is equal to 0.961±0.008 with a

maximum disparity of -5.4%. Sensor SWQ was calibrated

by JRC on 15 June 1996; the calibration factors F s are
given in Table 46. The mean ratio FjRC:FNL is equal to

0.973±0.014 with a maximum disparity of -5.4%. Sensor

PWR was calibrated at PML by G. Moore. The calibra-

tion factors FpML are given in Table 47. The mean ratio

FpML :FNL is equal to 0.972±0.056 with a maximum dispar-

ity of -15.3%, which occurs at the shortest measurement

wavelength. Excluding this channel improves the overall

agreement, so that the mean ratio FpML:FNL is equal to
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Table 36. CalibrationfactorsforGWIcomparedto thevaluesfromSatlantic.

A Fs FNL Fs:FNL
[hi] [#WcmSnm l count1] [#WcmSnm l count1]
413
443.2
490.5
509.2
555.5
665.6
683.8

6.201x 10 3 6.106x 10 3 1.016
6.567x 10 3 6.553x 10 3 1.002
6.567× 10 3 6.555× 10 3 1.002
6.409x 10 3 6.541x 10 3 0.980
6.828x 10 3 6.910x 10 3 0.988
6.737x 10 3 6.695x 10 3 1.006
6.619x 10 3 6.632x 10 3 0.998

Table 37.NISTcalibrationfactorsforPWIcomparedto thevaluesfromPML.

A FpML FNL FpML:FNL
[nm] [#WcmSnm1count1] [#WcmSnm1count1]
412.3
442.4
490.1
509.9
555.6
670.4
700.1

4.384× 10 3 4.422× 10 3 0.992
4.884× 10 3 4.951× 10 3 0.987
4.911x 10 3 5.040x 10 3 0.974
4.800x 10 3 4.963x 10 3 0.968
4.341x 10 3 4.420x 10 3 0.982
4.490× 10 3 4.462× 10 3 1.007
5.337x 10 3 5.618x 10 3 0.950

Table 38.NISTcalibrationfactorsforUWI comparedto thevaluesfromSatlantic.

A Fs FNL Fs :FNL
[hi] [#Wcm Snm l count 1] [#Wcm S nm l count 1]

411.3

443

489.6
509.5

554.7

590.1

665.6

1.002 x 10 3 9.890 x 10 4 1.013

1.052 x 10 3 1.044 x 10 3 1.008

1.074 x 10 3 1.085 x 10 3 0.989

1.142 x 10 3 1.169 x 10 3 0.977

1.158 x 10 3 1.170 x 10 3 0.989

1.124 x 10 3 1.111 x 10 3 1.011

1.122 x 10 3 1.122 x 10 3 1.000

Table 39. NIST calibration factors for UWE compared to the values from Satlantic.

A Fs FNL Fs :FNL
[hi] [#Wcm Snm l count 1] [#Wcm S nm l count 1]

411.3

442.5

490.2

509.6

555.2

589.6

665

6.284 x 10 3 6.223 x 10 3 1.010

6.531 x 10 3 6.499 x 10 3 1.005

5.962 x 10 3 6.032 x 10 3 0.988

6.884 x 10 3 7.040 x 10 3 0.978
6.497 x 10 3 6.559 x 10 3 0.991

6.872 × 10 3 6.808 × 10 3 1.009

6.897 × 10 3 6.914 × 10 3 0.998
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Table40. NISTcalibrationfactorsforJWIcomparedto thevaluesfromJRC.

A Fjac FNL Fjac :FNL
[nm] [#Wcm 2nm 1count 1] [#Wcm 2nm 1count 1]

412.4

443.5

490.6

509.1

555.9

665.4

682.1

5.94 × 10 3 5.981 × 10 3 0.993

6.29 × 10 3 6.305 × 10 3 0.998

6.26 x 10 3 6.345 x 10 3 0.987

6.60 x 10 3 6.713 x 10 3 0.983

6.84 x 10 3 6.824 x 10 3 1.002

6.97 × 10 3 6.800 × 10 3 1.025
6.68 x 10 3 6.623 x 10 3 1.009

Table 41. NIST calibration factors for GAI compared to the values from Satlantic.

A Fs FNL Fs :FNL
[nm] [#Wcm 2nm a count 1] [#Wcm 2nm a count 1]

411.3

442.3

490.5

509.2

555

664.8

682.6

8.313 × 10 3 8.182 × 10 3 1.016

9.848 × 10 3 9.825 × 10 3 1.002

9.909 × 10 3 9.972 × 10 3 0.994

9.093 × 10 3 9.255 × 10 3 0.982

9.970 × 10 3 1.010 × 10 2 0.987

9.829 × 10 3 9.803 × 10 3 1.003

9.224 × 10 3 9.180 × 10 3 1.005

Table 42. NIST calibration factors for UAI compared to the values from Satlantic.

A Fs FNL Fs :FNL
[nm] [#Wcm 2nm a count 1] [#Wcm 2nm a count 1]

411.2

442.8

489.6
509.5

555.3

589

665.5

9.034 × 10 3 1.006 × 10 2 0.898

9.758 × 10 3 1.094 × 10 2 0.892

9.649 × 10 3 1.102 × 10 2 0.876

9.205 × 10 3 1.055 × 10 2 0.873

9.190 × 10 3 1.034 × 10 2 0.889

9.147 × 10 3 1.012 × 10 2 0.904

9.284 × 10 3 1.038 × 10 2 0.894

Table 43. NIST calibration factors for SAE compared to the values from Satlantic.

A Fs FNL FS:FNL
[nm] [#Wcm 2nm acount 1] [#Wcm 2nm acount 1]

411.1

442.4

489.8

509.7

554.1

665.4

779.2

9.729 × 10 3 9.761 × 10 3 0.997

9.057 × 10 3 9.176 × 10 3 0.987

9.391 × 10 3 9.722 × 10 3 0.966

9.576 × 10 3 1.003 × 10 2 0.955
8.766 × 10 3 9.028 × 10 3 0.971

9.734 × 10 3 9.717 × 10 3 1.002

8.966 × 10 3 9.035 × 10 3 0.992
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Table 44. NIST calibration factors for GWE compared to the values from Satlantic.

A F s FNL Fs :FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

411.5

442.5

489.3

509.6

555.2

664.9

683.5

6.33 x 10 3

6.40 x 10 3 6.513 x 10 3 0.983

6.29 x 10 3 6.355 x 10 3 0.990

6.61 × 10 a 6.889 × 10 a 0.960

6.79 × 10 a 7.064 × 10 a 0.961

6.54 × 10 3 6.565 × 10 3 0.996

7.12 × 10 a 7.185 × 10 a 0.991

Table 45. NIST calibration factors for GWR compared to the values from Satlantic.

A F s FNL Fs:FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

411.1

443.6

489.5

509.2

555.4

665.7

683.2

4.963 × 10 4 5.245 × 10 4 0.946

5.143 × 10 4 5.355 × 10 4 0.960

5.781 × 10 4 5.994 × 10 4 0.964

5.440 × 10 4 5.605 × 10 4 0.971

5.623 × 10 4 5.883 × 10 4 0.956

5.892 × 10 4 6.127 × 10 4 0.962

5.116 × 10 4 5.305 × 10 4 0.964

Table 46. NIST calibration factors for SWQ compared to the values from JRC.

A FJRC FNL FJRC:FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

411.1

442.9

489.9

509.7

555

665.5

683.7

9.30 × 10 5 9.827 × 10 5 0.946

8.93 × 10 5 9.247 × 10 5 0.966

9.05 × 10 5 9.285 × 10 5 0.975

5.69 × 10 5 5.819 × 10 5 0.978

5.39 × 10 5 5.468 × 10 5 0.986

3.60 × 10 5 3.711 × 10 5 0.970

3.77 × 10 5 3.819 × 10 5 0.987

Table 47. NIST calibration factors for PWR compared to the values from PML.

A FpML FNL FpML:FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

411.9

442.5

489.9

509.7

555.4

669.8

682.5

1.186 × 10 4 1.400 × 10 4 0.847

8.602 × 10 5 8.542 × 10 5 1.007

5.602 × 10 5 5.698 × 10 5 0.983

5.708 × 10 5 5.697 × 10 5 1.002

5.069 × 10 5 5.162 × 10 5 0.982

3.564 × 10 5 3.620 × 10 5 0.985

3.630 × 10 5 3.636 × 10 5 0.998
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Table 48. NIST calibration factors for UWR compared to the values from Satlantic.

A Fs FNL FS:FNL

[nm] [#Wcm 2nm acount 1] [#Wcm 2nm acount 1]

411.2

442.7

489.4

509.6

555.2
589.7

665.7

8.953 × 10 5 9.373 × 10 5 0.955

9.194 × 10 5 9.650 × 10 5 0.953

8.441 x 10 5 8.795 x 10 5 0.960

9.168 x 10 5 9.451 x 10 5 0.970

8.945 x 10 5 9.105 x 10 5 0.982

8.285 x 10 5 8.417 x 10 5 0.984

5.531 x 10 5 5.697 x 10 5 0.971

Table 49. NIST calibration factors for JWR compared to the values from JRC.

A Fjac FNL Fjac:FNL

[nm] [#Wcm 2nm 1count 1] [#Wcm 2nm 1count 1]

412.4

443.5

490.6

509.1

555.9

665.4

682.1

1.837 × 10 4 1.913 × 10 4 0.960

1.650 × 10 4 1.680 × 10 4 0.982

1.686 × 10 4 1.721 × 10 4 0.980

1.891 × 10 4 1.923 × 10 4 0.983

1.788 × 10 4 1.859 × 10 4 0.962

9.730 × 10 5 1.002 × 10 4 0.971

1.282 × 10 4 1.325 × 10 4 0.967

0.9934-0.011. The 412nm channel was known to be de-

grading at the rate of about 5% per month (G. Moore,

pers. comm.).

The UWR sensor was calibrated by Satlantic on 12

June 1996. The calibration factors F s are given in Ta-

ble 48. The mean ratio Fs:FNL is equal to 0.9684-0.013

with a maximum disparity of -4.7%. The JWR sensor

was calibrated by JRC on 15 July 1996, and the calibra-

tion factors FjRc are given in Table 49. The mean ratio

FjRc:FNL is equal to 0.9724-0.010 with a maximum dis-

parity of -4.0%.

7.3.2 SAS-II System

The NIST calibration factors for the GAE and GAR

sensors were determined twice during SIRREX-5; the fac-

tors are given in Tables 50 and 51, respectively. The raw

data were analyzed following procedures similar to those
outlined earlier. The tables state the measurement wave-

length, the calibration factor supplied by the owner of the

radiometer, the NIST calibration factor, and the ratio of
the calibration factors.

The GAE sensor was calibrated by Satlantic on 20 De-

cember 1995. The calibration factors F s are given in Ta-

ble 50. The mean ratio Fs:FN5 is equal to 0.9784-0.025

with a maximum disparity of -7.0%. The GAR radiance

sensor was calibrated by Satlantic on 5 February 1996; the

calibration factors F s are given in Table 51. The mean

ratio Fs:FN5 is equal to 0.9824-0.013 with a maximum dis-

parity of -4.0%.

7.3.3 BSI Radiometers

The NIST calibration factors for the PRV-600 and PRV-

610 radiometers CAI, CWI, and CWR were determined

after SIRREX-5 using F332; the Spectralon plaque was

used with the lamp to calibrate CWR. The factors for CAI

and CWI are given in Tables 52 and 53. The results for

CWR are not reported because there were problems with
the results which are not understood the results for a few

channels are satisfactory, but other channels disagree with

the expected values by greater than a factor of 2. The raw

data were analyzed following procedures similar to those
outlined in the earlier sections. The tables state the mea-

surement wavelength, the calibration factor supplied by

the owner of the radiometer, the NIST calibration factor,
and the ratio of the calibration factors. None of the broad-

band PAR channels could be calibrated at NIST, because

there was no information on the relative spectral respon-
sivities.

The calibration factors supplied by the instrument

owner and originating with BSI, FBs_, for sensor CAI are

given in Table 52. The mean ratio FBs_:FNL is equal to

0.9824-0.005 with a maximum disparity of -2.8%. The

calibration factors, FBs_, for sensor CWI are given in Ta-

ble 53. The mean ratio FBs_:FNL is equal to 0.9734-0.004

with a maximum disparity of -3.6%.

7.3.4 ASD Spectrometers

The accuracy of the wavelength calibration of the PS2-

903 spectrometers is shown in Fig. 32a as the difference in
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Table 50. NIST calibration factors for GAE (part of the SAS-II) compared to the values from Satlantic.

A F s FNL Fs:FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

412.6

442.2

490.2

510.5

554.6

668.9

683.5

9.274 × 10 3 9.356 × 10 3 0.991

8.957 × 10 3 8.953 × 10 3 1.000

9.185 × 10 3 9.255 × 10 3 0.992

8.338 × 10 3 8.967 × 10 3 0.930

8.855 × 10 3 9.223 × 10 3 0.960

9.127 × 10 3 9.253 × 10 3 0.986

9.343 × 10 3 9.485 × 10 3 0.985

Table 51. NIST calibration factors for GAR (part of the SAS-II) compared to the values from Satlantic.

A F s FNL Fs:FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

412.6

442.2

490.3

510.3

554.6

668.9

682.7

6.281 × 10 4 6.383 × 10 4 0.984

6.081 × 10 4 6.158 × 10 4 0.987

6.071 × 10 4 6.141 × 10 4 0.989

5.987 × 10 4 6.237 × 10 4 0.960

6.108 × 10 4 6.281 × 10 4 0.972

3.012 × 10 4 3.064 × 10 4 0.983

3.072 × 10 4 3.068 × 10 4 1.001

Table 52. NIST cali] ration factors for CAI compared to the values provided by the instrument owner.

A FBSI FNL FBSI:FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

380

412

443

490

510

555

-30.38 -30.94 0.982

-30.58 -31.46 0.972

-29.24 -29.78 0.982

-29.92 -30.43 0.983

-30.15 -30.61 0.985

-30.59 -31.01 0.986

Table 53. NIST cali] ,ration factors for CWI compared to the values provided by the instrument owner.

A FBSI FNL FBSI:FNL

[hi] [#Wcm 2hi 1count 1] [#Wcm 2hi 1count 1]

380

412

443

490

510

555

-76.49 -78.63 0.973

-30.89 -32.04 0.964

-30.57 -31.44 0.972

-29.38 -30.16 0.974

-30.34 -31.12 0.975

-30.13 -30.82 0.978
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the measured centroid of the emission line and the actual

wavelength of the transition. The peak wavelengths were

determined using a commercial software package, Peakfit,
with gaussian peak shapes. The peak positions were also

determined using centroid calculations, but the two meth-

ods were in agreement. The results for the two spectrom-

eters (SAI and SAR) are plotted using different symbols.

The HeNe laser was also used to determine the stray light
in the PS2-903 spectrometers. Figure 32b shows that the

stray light rejection is on the order of 10 3. The features

at about 300 nm and 900 nm are not reproducible. They

may be an artifact of the PS2-903 analysis software or the
result of saturation at the HeNe wavelength.

Figure 33a illustrates the results of the NIST calibra-

tion of the SAI and SAR spectrometers. The calibration

coefficients supplied by the instrument owner are normal-
ized using the NIST calibration coefficients. For wave-

lengths above 420 nm, the differences are up to 20%. Below

about 400 nm, the signal-to-noise ratios were inadequate

for analysis. Figure 33b gives the standard deviations for
the calibration of the SAR instrument. For both the SAI

and the SAR, the discrepancy of up to 20% is larger than
that observed for the other instruments which were cali-

brated by NIST at SIRREX-5.

7.4 Discussion of NIST Calibrations

7.4.1 Irradiance

The results for the irradiance-measuring filter radiome-

ters are summarized in Fig. 34. An examination of the
ratios of the manufacturer's calibration factors over the

NIST values reveals that the average over wavelength of
the ratios for the irradiance sensors are distributed about

0.988, with a standard deviation of 0.017. For this calcu-

lation, sensor UAI was not included; the Satlantic values
for F s are about 10% smaller than the NIST values; the

source of the discrepancy is unknown.

As a function of wavelength, the ratio F:FN5 is gener-

ally a minimum at the 509 nm channel, which could imply

a problem with the NIST scale or method. In the irra-
diance calibration measurements, the shortest wavelength

channel was placed at the highest vertical position, and

the 509 nm channel was at the lowest vertical position.
This decrease at 509 nm for the Satlantic sensors could be

caused by the goniometric distribution of irradiance from

lamp F332. The wavelength dependence, however, could

also be compounded by the fact that the lamp used by
Satlantic for the irradiance calibration could also have an

angle-dependent irradiance pattern.
As a function of channel number in the Satlantic sen-

sors, the standard deviation of the ratios F:FN5 is given
in Table 54. The results for UAI and channel 7 of PWI

were excluded. The smallest total uncertainty is measured

for channel 7, similar to that found for the field calibrator.

It is the only channel aligned with the optical axis of the

lamp.

Table 54. The relative standard deviations of the

ratios F:FNL for the irradiance sensors as a function
of channel number.

Channel No. o-' [%]

1

2

3

4

5

6

7

1.08

0.85

1.20

1.01

0.94

0.78

0.57

7.4.2 Radiance

The corresponding ratios for the radiance sensors are

mostly below 1 (Fig. 35). The average and standard de-

viation (excluding all of the CWR results, and channel 1

of PWR) is 0.974-4-0.015. One reason for the discrepancy
could be the value used for the plaque reflectance factor

in (16). Most calibrations by the manufacturers are done
with the calibrated irradiance lamp incident at 0 ° on the

plaque while the sensor views the plaque at a 45 ° angle.

The plaque manufacturer, however, usually only provides

the reflectance factor for the light incident at 8 ° and col-

lected over the entire hemisphere.

A comparison of the R(8°/h) and the R(0°/45 °) for

the small plaque (25.4cm, square, Spectralon) done as a

part of SIRREX-4, showed that the ratio of the 0°/45 °

reflectance factor over the 8°/h was not 1.0, but ranged

from 1.029 at 400 nm, to 1.026 at 633 nm (Johnson et al.

1996). The BRDF and R(6°/h) for this same plaque were
measured by NIST in June 1997, September 1997, and May

1998. Data were obtained at three wavelengths: 400, 632.8,
and 770 nm. The BRDF measurements were limited to 0°

incident angle and -70 ° to +70 ° view angle, with an incre-

ment of 10 °. No temporal trend was evident, so these data

for the three dates were averaged. A fourth order polyno-

mial in the view angle was used to determine R(0°/45°).

In good agreement with the SIRREX-4 data, the average

ratio R(o°/n5°):R(6°/45 °) for these more recent results is

1.025 at 400 nm, and 1.028 at 633 and 770 nm.

The large plaque was used for the radiance calibra-

tions in SIRREX-5; there are no NIST measurements of

the BRDF or R(6°/h). Based on the measurements of

the small plaque, a single value of R(0°/n5°):R(S°/h)
1.0275 was used for the reflectance factor ratio at all wave-

lengths. Thus, if R(8°/h) values were used instead, as are
done during the calibrations at the home institutions, then

the radiance calibration factors would be smaller by 2.75%;

this is in agreement with the observed average discrepancy
of -3%.

7.4.3 SXR Studies

The independent measurements of the spectral radi-

ance of the large plaque using the SXR are compared to
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the spectral radiance predicted from (16) in Figs. 23b, 26b,
and 27b. Unlike the OCR-200s, the SXR views the same

target area for each channel, with common input optics.

A comparison of the average value for H'(A) at the four

measurement wavelengths closest to those in the OCR-200

sensors, is given in Table 55 for GWR, UWR, and GAR.

The results are in agreement, although the SXR values are
in better agreement with the calculated values. The SXR

Type A uncertainty is negligible, while the OCR-200 Type

A uncertainty is about 1%.

From (16), a difference of 0.5cm at 122.4cm corresponds

to a relative change in radiance of 0.8%. Interreflections
between the illuminated plaque and the surrounding black

cloth may depend on the size of the illuminated plaque, re-

sulting in different values for the radiance. The fraction of

scattered light, as measured using the on-axis obscuration,

however, did not depend on the size of the plaque. The
scattered radiance was about 0.5% of the total radiance

for SXR channels 1 5; for channel 6 at 775 nm, this value
was 4%.

Table 55. Direct comparison of the SXR and OCR-
200 measurements of the illuminated plaque for
common measurement wavelengths.

A

[nm]
412

442
490

665

H'(A) H(A)

Average _ Average

0.979 0.0008 0.962 0.020

0.973 0.0009 0.967 0.018
0.988 0.0004 0.971 0.015

0.987 0.0003 0.973 0.011

On 31 July, the SXR was used to measure the small

and large plaques as an additional test of the practice of

estimating the plaque radiance from R(8°/h) data. Ac-

cording to (16), the predicted radiance is proportional to

R(0°/45 °, A); in this work, this bidirectional reflectance

factor is assumed to be proportional to R(8°/h, A). The
ratio of the spectral radiances as measured by the SXR

for equivalent illumination conditions of the two plaques

should, therefore, be equal to the ratio of the R(8°/h, A)
factors.

The values for R(8°/h,A), as supplied by Labsphere

for both plaques, are shown in Fig. 36. The small plaque
was calibrated at Labsphere on 29 August 1994 and the

large plaque on 30 December 1995. Also shown, for the

small plaque, are the average of the NIST measurements

for R(6°/h, A) in June 1997, October 1997, and May 1998.

For the NIST data, the vertical lines represent the stan-

dard deviation of the three measurements. The indepen-
dent determinations are in agreement given the combined

uncertainty of the measurement.

The R(8°/h, A) data in Fig. 36 indicates that the radi-

ance from the small plaque should be slightly larger (about

0.3% from 400 800 nm) than the large plaque; in fact, the
opposite is observed. Figure 37 is the ratio of the radi-

ance measured by the SXR for the two plaques, with the

large plaque results normalized by the small plaque re-

sults. The average ratio is about 1.013, implying a dis-

crepancy of about 1.6% based on the reflectance values

from Labsphere. The statistical uncertainties in the SXR

measurements are less than 0.1% (Table 30). Labsphere
states that the random uncertainty in the R(8°/h, A) val-

ues is 0.005, but an estimate for the total uncertainty is

not given. Differences in the lamp-to-plaque distance for

the two plaques could account for part of the discrepancy.

7.4.4 SXR vs. Actual BRDF

Finally, the SXR measurements of the small plaque on

31 July 1996 are compared to the radiance calculated using

the average of the NIST BRDF values for R(0°/45 °, A).
As explained above, NIST measured the BRDF of the

small plaque in 1997 and 1998; these data are in agree-

ment with the 1995 data reported in the SIRREX-4 docu-

ment (Johnson et al. 1996). To determine R(0°/45 °, A) at
the SXR wavelengths, the 1997 and 1998 data at the three

measurement wavelengths were averaged and then fit to

a fourth order polynomial to find the value at 0' 45 °.
Then these bidirectional reflectance factors were fit to a

second order polynomial as a function of wavelength, to

determine the reflectance at the SXR wavelengths. These

values were used in (16) to determine the Lc(A ). A com-

parison to the radiance measured by the SXR is given in

Fig. 38. The ratio of the measured to the calculated values,

which is the quantity plotted, indicates the agreement is
between -2.8% and +1.7%. The overall trend is the same

as that observed with the large plaque (compare Fig. 38 to

Figs. 23b, 26b, or 27b).

8. DISCUSSION

The discussion and recommendations that result from

SIRREX-5 fall into two categories: 1) general statements

about this type of activity; and 2) conclusions inferred from

the specific experiments.

8.1 General Statements

8.1.1 Planning

SIRREX-5 required a tremendous amount of planning,
extensive efforts to prepare and restore the laboratories

and their sites, additional time for the calibration of the

optical sensors, and a large effort to reduce and analyze

the data collected. This latter activity took place after

SIRREX-5. In short, SIRREX-5 was a resource-intensive

activity. Of the multiple SIRREX objectives, SIRREX-5

concentrated on intercomparing field radiometers, confirm-

ing the calibration coefficients and radiometric stability

from the NIST laboratory to the outdoors, and demon-

strating proper measurement practice and protocol imple-

mentation. The exchange of information that took place
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during the morning talks was an additional feature. The

participants fell into two categories: 1) those who were in-

tensively engaged in executing the experiments, often with

equipment with which they were familiar; and 2) those who
were there to learn, with no direct role in planning or ex-

ecuting SIRREX-5.

This combination of controlled intercomparisons and a
workshop, or training, atmosphere was difficult to imple-

ment. The workshop atmosphere and open enrollment led

to a large number of participants; the training objective
meant that the groups should be kept small, which led to

a large number of groups. Identifying appropriate activi-

ties for all groups, with adequate leadership and facilities,

required a large number of personnel. For example, there
were no free key personnel available to troubleshoot the

various SIRREX-5 laboratories; in several cases this would
have been beneficial. It is recommended that in the future

the intercomparison and training objectives be made sep-

arate, perhaps in the form of two sequential activities.

Failure to plan adequately for the thorough reduction,

analysis, and documentation of the results of SIRREX-5
was an oversight. Resources are required for these activi-

ties, so an additional recommendation is that future activ-

ities of this nature include the production of a preliminary

draft after executing the experiments. This would approx-
imately double the length of time for the overall activity.

8.1.2 Data Acquisition

Data acquisition and analysis software and procedures

(including data stream merging) should be completed and

fully tested prior to the experiment. A set of minimum

requirements for data acquisition software should be de-

veloped and included in the next revision of the SOOP.

Some experiments produced inappropriate, inconsistent,
or invalid measurements which could have been avoided

if the data, or some subset of the data, were displayed in

real time, independent of the status of the file archiving

procedures. The serial number of the optical sensor head
should be recorded in the data file. Information on the

A/D unit is not adequate in cases where the A/D unit can

be operated with different optical units. In addition, the

serial number should be read electronically by the data ac-

quisition software, so that it is not the responsibility of the

operator to enter the correct value into the computer pro-

gram during the instrument initialization. The calibration

data files, analyzed in Sect. 7, for the most part did not

contain any information on the instrument identification.

Proper interpretation of all of the SIRREX-5 calibration

data, with respect to the 23 instruments calibrated, is com-

pletely dependent on the accuracy of the filename and the

comments recorded in the laboratory notebooks.

8.1.3 Rapid Results

Profile data for the in-water measurements should be

analyzed and presented within one hour of completing a

profile measurement. This capability would allow anoma-

lies (e.g., excessive pitch or roll angles for the in-water mea-

surements) to be detected in time to correct the cause. It

would also be easier to make daily assessments of the inter-
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comparisonresults,aswasintended,butnotrealized,dur-
ingSIRREX-5.Thelackofsuitablerapidresultsseverely
affectedtheNISTcalibrationsbecauseof the failureof
thedataacquisitionsoftwareduringthepre-SIRREXlab-
oratoryradiancecalibrations.In bothcases,additional
trainedpersonnel,availableat thetimeof measurement,
wouldhavebeenuseful.

8.1.4 Calibration Coefficients

usingthetwomethods,isgreaterthantheuncertaintyde-
siredfor actualfieldmeasurements.This indicatesthat
additionalinvestigationswouldbebeneficial,andtheun-
certaintyobtainedin thetypicalfieldexperimentmaybe
aslargeas15%.Forthemethodof usingadiffuselyre-
flectancestandardfor derivingthe total downwellingir-
radiance,manyissueswereidentified(Sect.3.1). These
mustbeaddressedbeforethismethodcanbeusedwith
confidence.

TherewasinitialconfusionatSIRREX-5regardingcal-
ibrationcoefficients.Not all of the instrumentowners
couldreadilysupplypre-SIRREXcalibrationcoefficients
to beappliedto eachinstrumentthat participatedin the
measurements.It wastheresponsibilityof eachinstru-
ment'suserorownertoprovidethesevalues,just asif the
SIRREXrepresentedanoperationalcruise.

8.2 Specific Experiment

8.2.1 In Situ Intercomparisons

The objective of the in-water laboratories (Lab I and

Lab II) was to perform simultaneous in situ intercompar-
isons using radiometers in the same class. By excluding re-

sults obtained with variable lighting and with proper con-

trol of the platform stability and other parameters, field

radiometers of the same overall design (OCR-200 or OCI-

200) agreed within about 2%. This value is not signifi-

cantly larger than the variation expected from the uncer-

tainty in the calibration coefficients. In comparison, the

field comparisons of the downwelling solar irradiance in

the UV have identified discrepancies between simultane-

ous field measurements, given the expected calibration ac-

curacy of the instruments (Early et al. 1998b and 1998c).

However, the UV measurements incorporated instruments

of various designs and calibration pathways. The expan-
sion of the class of ocean color radiometers is a reasonable

goal for future intercomparisons. A key result of the in-

water laboratories is the significance of the platform stabil-

ity. As discussed in Sect. 2.4, controlling the pitch and roll

offsets is very important, and incorporating a comparison

of the pressure sensors would probably be beneficial.

The in-air laboratories (Lab III and Lab IV) did not
include simultaneous measurements with the same class of

instruments two different instrument designs were used

sequentially. Instead of comparing radiance or irradiance,

a derived quantity, RRs, was compared using two meth-

ods for determining the downwelling irradiance. The sep-

arate measurements required to determine Es(0 +, A) were

sequential, but made rapidly in order to reduce the effect of

variations in the lighting conditions. The procedures used

in the field reasonably represented the procedures imple-

mented by some researchers, as one objective of Labs III

and IV was to identify potential sources of systematic er-

ror. The discrepancy between the values for RRs, obtained

8.2.2 Instrument Stability

The results with the UV field irradiance calibrator (Lab
V) demonstrated that the calibration coefficients for the

selected subset of field radiometers could be duplicated,

within a few percent, in the field. The result is significant
because, as with the in-water experiments, the OCI-200
class of radiometers had never been tested in this manner:

a direct comparison of absolute calibration coefficients for
laboratory and field measurements.

The SQM, used in Lab VII, demonstrated a portable,
stable source which was used to monitor the radiometric

sensitivity of three field instruments. During SIRREX-5,

the instruments were stable to within 1.5%, and the inter-

nal monitors in the SQM were stable to within 0.3%.

8.2.3 Calibration Coefficients

The calibration coefficients determined by NIST for the
filter radiometers agreed with those provided with the in-

strument to within a few percent. This result is encour-

aging, because the instruments were calibrated by various
laboratories. For the 11 irradiance sensors manufactured

by Satlantic or BSI (excluding UAI), the average ratio of

the stated calibration factors, normalized by the NIST val-

ues, is 0.9884-0.017 (Fig. 34). For the six radiance sensors
manufactured by Satlantic, the average of the similar ra-

tio is 0.9744-0.015 (Fig. 35). Sensor CWR from BSI was
excluded from the average, because there appeared to be

problems with its calibration at NIST. Channel 1 of sen-

sor PWR was also excluded. The increased discrepancy
from NIST for the radiance sensors compared to the irra-

diance sensors may be partially explained by the under-

lying assumptions on the reflectance of the diffuse target

used in generating the scale of spectral radiance. Finally,
the NIST calibration of the field radiometers was only par-

tially successful, because of the failure of the data acquisi-

tion software during the pre-SIRREX calibration activities.

The calibration coefficients for the OCR-200 series sensors,
therefore, derive entirely from the plaque laboratory.

The NIST calibration of the PS2-903 system (SAI and

SAR) disagreed with that provided by the instrument own-
er by an amount that is significant given the goals out-

lined in the SOOP (Mueller and Austin 1995). The av-

erage ratio, for the spectral interval from 400 1056 nm, of
the stated SAI calibration factors normalized by the NIST

values, is 1.074-0.07. Likewise, the average ratio, for the

spectral interval from 400 900 nm, is 0.934-0.05 (Fig. 33a).
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8.2.4 Overlooked Measurement Issues ACKNOWLEDGMENTS

Forsensorswith multiple,off-axischannels,thecall-
brationcoefficientswerefoundto dependon theangular
positionof theindividualchannels;thiswasattributedto
thenonpointsourcebehaviorofFELlamps.Theaccuracy
ofradianceandirradiancecalibrationswouldbeimproved
if careweretakento aligntheopticalaxisofthe individ-
ualchannelsontheopticalaxisofthecalibrationsource.
ForFELlamps,NISTdescribesanalignmentjig for this
purpose(Walkeret al.1987).Forilluminatedplaquesor
integratingspheres,theopticalaxisisnormalto, andcen-
teredin, theplaneof thesource.If it isnot possibleto
aligneachopticalaxisseparately,variationscausedbythe
off-axisgeometriesandsourceuniformitiesshouldbeaver-
agedoutbyperformingthecalibrationsat severalangular
orientationsabouttheopticalaxis.

Theplaquelaboratory(LabVI), aswith theprevious
SIRREXs,demonstratedtheproblemsassociatedwithcre-
atinga sourceof calculablespectralradianceusinga dif-
fuselyreflectingstandardandastandardof spectralirra-
diance.Theexperimentalarrangementin SIRREX-5was
superiortothatusedduringSIRREX-4,becausethegeom-
etry wasdeterminedmoreaccurately(lampdistanceand
radiometerviewangle)usingcalibratedmotorizedstages.
Thecontrolofscatteredlightandthemeasurementofthe
ambientsignalwerealsobetter. It waspossibleto in-
vestigate,in a moresystematicway,thevariationin the
radiometercalibrationcoefficientswithrotationaboutthe
sensor'sopticalaxis.Thevariationin theplaqueradiance
withthelamp-to-plaquedistancewasalsovaried;however,
theuncertaintyin thereflectanceof theplaque,theuni-
formityof the irradiancedistributionon theplaque,and
thecorrectreferenceplanefor the1/r2correctionof the
lampirradiancestill haveto bequantified.Theagreement
betweentheSXRandthepredictedradianceandthedis-
crepancybetweentheSXRmeasurementsoftwoplaques
of knownR(8°/h, A) indicate that the uncertainty in the
spectral radiance is probably several percent.

The laboratory on selected topics was an attempt to

address ancillary key issues, such as the irradiance unifor-

mity on a plaque, the accuracy of the downwelling irradi-

ance, and the utility and appropriateness of the SOOP. In

hindsight, this was too ambitious, and Lab VIII probably
should have concentrated on only one of these topics.

9. CONCLUSIONS

The successful execution of SIR.R.EX-5 was not possible with-
out the assistance of many individuals. For arranging the site
at Little Seneca Lake, the authors are grateful to Lester Straw,
Deputy Director of Parks, Montgomery County Department of
Parks, Silver Spring, Maryland; James McMahon, Park Man-
abet, Black Hill Regional Park, Boyds, Maryland; and Jeff As-
net, WSSC, Laurel, Maryland.

From NIST, Bob Saunders led two of the selected topics labo-
ratories, and assisted with the data acquisition associated with
these efforts. Ted Early provided valuable advice and assis-
tance during the entire project, from the planning to the final
manuscript. Yvonne Barnes measured the reflectance standards
for directional/hemispherical and bidirectional reflectance fac-
tots. Charles Gibson performed the calibrations of the standard
irradiance lamps. Tom Larason was responsible for the A/D
calibrations. From NASA/GSFC, Chuck McClain assisted with
the experiments and led the protocols sessions. Brian Schieber
assisted with all aspects of data acquisition for the in-water
experiments. Ron Carlson provided valuable logistical support
during the planning and execution of SIRREX-5.

Jim Brown (UM) assisted with the data acquisition software for
the Satlantic radiometers. Curtis Davis, Ajit Subramaniam, So-
nia Gallegos, and Gregory Terrie lent equipment to SIR.R.EX-5.
Scott McLean lent equipment, assisted with the data acquis-
tition software, and led some sessions of the Lab V. Giuseppe
Zibordi and Gerald Moore lent equipment and assisted with the
in-water experiments at Little Seneca Lake. Jim Ehramjian as-
sisted with the data acquisition and execution of some of the
SIR.R.EX-5 Labs. Dennis Clark (NOAA) lent the single channel
irradiance radiometer for Lab VIII. Many SIR.R.EX-5 partici-
pants distinguished themselves by providing valuable and wel-
come assistance; in particular the authors wish to thank Jim
Irish, Ajit Subramanian, John Morrrow, Dave Menzies, and
Hans Hakvoort. The participation of NIST in SIR.R.EX-5 was
made possible by NASA Interagency Agreement S-64096-E.

Appendix A

SIRREX-5 Participants

The attendees to SIRREX 5 are presented alphabetically

with the contact information provided as of the time of

SIRREX 5. The lecturers are identified and laboratory

instructors are noted, as well as those individuals who par-

ticipated in the laboratory sessions as active participants

or observers.

The stated objectives of SIRREX-5 were to intercom-

pare various field radiometers, demonstrate proper mea-

surement practice, and review and improve measurement
protocols. In spite of the limitations and problems, which

are identified in this document, the overall assessment of
SIRREX-5 is favorable. Future activities should be lim-

ited to addressing a specific, limited set of these objectives,

ideally under more realistic (e.g., clear ocean waters) mea-
surement conditions.
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EDITORIAL NOTE

This document is presented as submitted with minor modifi-

cations to correct typographical or obvious clerical errors and

to maintain the established style of the Sea WiFS Postlaunch

Technical Report Series.

A/D
AMT

AOP

ASD

BR,DF

BSI

c/csc

CHORS

CZCS

dc

DMM

FARCAL

FASCAL

FEL

FORTRAN

GLOSSARY

Analog-to-Digital
Atlantic Meridional Transect

Apparent Optical Property

Analytical Spectral Devices

Bidirectional Reflectance Distribution Function

Biospherical Instruments, Inc.

NOAA Coastal Services Center, Charleston,
South Carolina

Center for Hydro-Optics and Remote Sensing
Coastal Zone Color Scanner

Direct Current

Digital Multimeter

Facility for Advanced Radiometric Calibrations

Facility for Automated Spectroradiometric Cal-
ibrations

Not an acronym, but a lamp designator.

Formula Translation (computer language)
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GLOBEC
GPIB
GSFC

HP
IMSL

JR,C
MLML
MOBY

MOS
MVDS
NASA
NIST

NOAA

NRL

OCI
OCP
OCR

OL
OSC
PAR,

PC
PML
RSS

SAS-II
SBRC
SBRS

s/csc

SDSU

SDY

SeaWiFS

SIMBIOS

SIR.REX

S/N
S/NRL

SQM
SXR

UA

UCSB

UM

USN

UV

WSSC

Global Ocean System Eco-Dynamics

General Purpose Interface Bus

Goddard Space Flight Center

Hewlett-Packard

International Mathematical and Statistical Li-

braries

Joint Research Centre

Moss Landing Marine Laboratory

Marine Optical Buoy

Modular Optoelectronic Scanner

Multichannel Visible Detection System

National Aeronautics and Space Administration

National Institute of Standards and Technology

National Oceanic and Atmospheric Administra-
tion

Naval Research Laboratory, Code 7212, Wash-

ington, DC.

Ocean Color Irradiance (radiometer)
Ocean Color Profiler

Ocean Color Radiometer

Optronic Laboratories, Inc.

Orbital Sciences Corporation

Photosynthetically Available Radiation

Personal Computer

Plymouth Marine Laboratory

Root-Sum Square

Satlantic Airborne Sensor

Santa Barbara Research Center (Raytheon)

Santa Barbara Remote Sensing (Hughes)

National Data Buoy Center, Stennis Space Cen-

ter, Mississippi

San Diego State University

Sequential Day of the Year

Sea-viewing Wide Field-of-view Sensor

Sensor Intercomparison and Merger for Biologi-

cal and Interdisciplinary Oceanic Studies

SeaWiFS Intercalibration Round-Robin Experi-
ment

Serial Number

Naval Research Laboratory, Code 7243, Stennis

Space Center, Mississippi.

SeaWiFS Quality Monitor

SeaWiFS Transfer Radiometer

University of Arizona

University of California at Santa Barbara

University of Miami

Naval Research Laboratory, Code 7240, Stennis

Space Center, Mississippi
Ultraviolet

Washington Suburban Sanitary Commission

SYMBOLS

ai Coefficient in modified planckian function.

B Time-averaged background signal.

Bc Time-averaged background signal obtained us-

ing the lens cap.

Bs Time-average background signal using an on-

axis shutter.

D Average calibration coefficient.

Ds

DsxR(,k)

E(_,)
E(_,, _o)
Ed(z, ),)

E4o ÷, _)

_:_(t)

_JRC

FNL

FPML

Fs

H(a)

H'(a)

j

k

klO(A)

k(A)

Lo(a)
Lp(t)

Lp(A)

Ls(A)

L_fc(t)

L_f_(A)

Lsky(t)

Lsky(_)

LsxR

L_(z,A)

L_(O ,_)

Lw(A)

m

_(_)

r

R

R(O/O', _)

R(O/h, _)

R(h/O',_)

Ras(_)
/E_,RS,c

Satlantic calibration coefficient.

SXR calibration coefficient.

Spectral irradiance.

Spectral irradiance at 50 cm from an FEL lamp.

Downwelled, in-water, spectral irradiance as a

function of depth.

Downwelled, in-air, spectral irradiance at the

surface of the water.

Downwelled, in-air, spectral irradiance as a func-
tion of time.

F Inverse of the average calibration coefficient, i.e.,

the average calibration factor.

FBsI Calibration factor from BSI.

FFs Average calibration factor determined using the
UV irradiance field source.

Calibration factor from JRC.

Average calibration factor determined by NIST.
Calibration factor from PML.

Calibration factor from Satlantic.

Measured radiance divided by the calculated ra-
diance for the field sensors.

Measured radiance divided by the calculated ra-

diance for the SXR.

i Index to denote coefficient in modified planckian

function (i from 0 6).

Index to denote a measurement at time t.

Index to denote one measurement session.

SXR gain correction factor.
Extinction coefficient.

Calculated radiance of the illuminated plaque.

Radiance of a diffusely reflecting standard

plaque as a function of time.

Radiance of a diffusely reflecting standard

plaque.

Radiance determined using Satlantic calibration
coefficients.

Radiance of the water's surface as a function of

time.

Radiance of the water's surface.

Radiance of the sky as a function of time.

Radiance of the sky.
Radiance measured with the SXR.

Upwelled, in-water, spectral radiance as a func-

tion of depth.

Upwelled, in-water, spectral radiance just below

the surface.

Water-leaving radiance.

Number of measurement sessions.

n Total number of individual samples acquired dur-

ing time t.
Index of refraction.

Distance from the irradiance lamp to the plaque.
Linear correlation coefficient.

Bidirectional reflectance factor.

Directional hemispherical reflectance.

Hemispherical directional reflectance.

Remote sensing reflectance.

Remote sensing reflectance determined using cal-

ibrated radiance and irradiance sensors.

72



,Johnson,Yoon,Bruce,Shaw,Thompson,Hooker,Barnes,Eplee,,Jr.,Maritorena,andMueller

IE_,1_S ,p

SN

m C

SN
mS

SN

S_c(_,)

Ssky("_)

ST

t

t'

t//

x(_,)

x_(_,)

2_(_,)

2(_,)
xj(_, t)

Z

0

0'

p,4_,)

0-

0 j

¢
¢,

Remote sensing reflectance determined using the

reflected radiance from a diffuse plaque to deter-

mine the downwelling irradiance.

Time-averaged net signal.

Time-averaged net signal using Bc.

Time-averaged net signal using Bs.

Variability of the net capped signal.

Variability of the net shuttered signal.

Signal from plaque, proportional to radiance.

Signal from the surface of the water, propor-

tional to radiance.

Signal from the sky, proportional to the radi-
ance.

Time-averaged total signal.

Time at the particular data sampling.

Time at the particular data sampling, where the

prime denotes different values.

Time at the particular data sampling, where the

double prime denotes different values.

Time-averaged output at wavelength _ for n
measurements.

Time-averaged output of the n measurements
for the kth measurement session.

Variation in the results for measurement session

k referenced to the average.

Average result for m measurement sessions.

Output of the sensor at wavelength _ for mea-

surement j taken at time t.

Depth variable.

Average relative difference.

Wavelength difference.

Polar angle for incident direction.

Polar angle for exitent direction.

Detection wavelength.

Fresnel reflectance of water.

Reflectance of standard gray plaque.

Standard deviation.

Relative standard deviation.

Azimuthal angle for incident direction.

Azimuthal angle for exitent direction.
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